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ABSTRACT 

A  microwave-induced,  atmospheric  pressure  active  nitrogen 
plasma  has  been  investigated  as  an  atom  reservoir  for  laser-' 
induced  ionization  spectrometry.  Discrete  analyte  samples  were 
Introduced  into  the  active  nitrogen  plasma  by  a  microarc 
atomizer.  Both  laser-enhanced  ionization  (LEI)  and  dual  laser 
ionization  (DLI)  were  carried  out  In  the  plasma  plume  that 
extended  from  the  Beenakker  cavity.  ' 
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ABSTRACT 

A  microwave-induced,  atmospheric  pressure  active  nitrogen 
plasma  has  been  investigated  as  an  atom  reservoir  for  laser- 
induced  ionization  spectrometry.  Discrete  analyte  samples  were 
introduced  into  the  active  nitrogen  plaana  by  a  microarc 
atomizer.  Both  laser-enhanced  ionization  (LEI)  and  dual  laser 
ionization  (DLI)  were  carried  out  in  tlie  plasma  plume  that 
extended  from  the  Beenakker  cavity. 


INTRODUCTION 

Because  of  its  interesting  energetic  properties,  the  active 
nitiogen  plasma  has  been  investigated  as  an  alternative  to  the 


analytical  flame  as  an  atom  reservoir  for  laser- induced  ionization 
spectrometry.  The  laser-induced  ionization  techniques  examined  in 
this  study  were  laser-enhanced  ionization  (LEI)  and  dual  laser 
ionization  (DLI).  Ionization  from  a  laser-excited  state  proceeds 
by  collisional  processes  in  the  former  case  and  absorption  of 
photons  in  the  latter. 

LEI  spectrometry  is  among  the  most  sensitive  methods  avail¬ 
able  for  trace  metal  analysis.  Detection  limits  reported  for 
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LEI  -  are  comparable  to  those  reported  for  laser-excited  atomic 
fluorescence  spectrometry  [LEAFS]. LEI  has  several  advan¬ 
tages  over  conventional  spectroscopic  methods,  including  nonopti- 
cal  detection  and  an  abundance  of  usable  transitions  within  a 
relatively  narrow  spectral  range  which  makes  possible  the  excita¬ 
tion  of  several  elements  by  using  a  single  laser  dye.** 

LEI  and  DLI  may  be  viewed  as  complementary  techniques  and 
are  similar  in  their  implementation  and  methodology.  LEI  occurs 
whenever  a  laser  is  tuned  to  a  resonance  transition  of  an  atom  in 
a  flame.  Whether  or  not  an  additional  photoionlzlng  laser  will 
supplement  the  LEI  signal  depends  on  how  closely  its  wavelength 
matches  the  energy  defect  between  the  laser-excited  level  and  the 
ionization  potential  of  the  analyte  atom.®  The  atom  reservoir  is 
also  an  Important  consideration.  Photoionization  makes  a  greater 
contribution  to  the  total  ionization  signal  (i.e.,  current)  in 
atom  reservoirs  where  the  rate  of  collisional  ionization  is  rela- 
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tively  low,  such  as  a  hydrogen-oxygen-argon  flame.  >  Photoion¬ 
ization  of  a  laser-excited  atom  usually  requires  the  addition  of  a 
second  laser,  but  there  are  cases  where  a  single  laser  may  be 
adequate,  or  a  third  laser  may  be  required. 

Most  of  the  laser-induced  ionization  studies,  to  date,  have 
employed  analytical  flames  as  atom  reservoirs.  Flames  are  •'oip- 
racnly  used  to  desolvate  and  atomize  samples  for  spectrometry.  In 


addition,  they  provide  effective  collisional  cells  for  LEI.  How¬ 
ever,  spectroscopic  techniques  that  employ  flames  can  be  limited 
by  interferences  associated  with  flame  atomization  and  ioniza¬ 
tion.  This  is  most  evident  in  laser-induced  ioni  tion  techniques 
where  group  lA  and  IIA  elements  interfere  with  signal  (i.e.,  ion) 
collection.  These  elements  are  easily  ionized  in  the  flame, 
resulting  in  the  formation  of  a  positive  ion  sheath  which  shields 
the  cathode  and,  consequently,  suppresses  the  analyte  ionization 
signal.  This  problem  has  been  effectively  addressed  for  LEI  in 
alr/acetylene  flames  by  the  use  of  the  immersed  cathode  which 
permits  laser  enhancement  within  the  collecting  field. ^  Use  of 
the  immersed  cathode  has  allowed  complete  LEI  signal  recovery  from 
samples  containing  high  sodiim  concentrations. 

The  most  significant  LEI  improvements  have  resulted  from 

changes  in  electrode  design,^  access  to  UV  wavelengths  through  the 

use  of  advanced  laser  technology,*®  and  sample  pretreatment  for 

removal  of  interferent s. *  *  Only  recently  have  alternative  atom 

1  ? 

reservoirs  for  LEI  received  attention.  Turk  and  Watters 
reported  the  use  of  an  argon  inductively  coupled  plasma  for  LEI 
spectrometry.  The  authors  attributed  a  lack  of  sensitivity  to  a 
low  atom  population  in  the  plasma  tall  flame  where  the  LEI 
measurements  were  carried  out. 

More  recently,  Magnusson  et  al.,  and  Axner  and  Rubensztein- 
Dunlop^  have  reported  LEI  detection  of  trace  elements  in  a 
graphite  furnace.  Both  one  and  two-step  excitation  schemes  were 
reported.  The  two-step  excitation  scheme  allowed  background 
correction.  The  authors  suggested  that  a  change  in  furnace  purge 
gas  from  argon  to  nitrogen,  or  a  mixture  of  argon  and  methane 
might  create  a  better  collisional  environment  in  the  furnace. 
This  could  lead  to  further  enhancements  in  ionization  and,  thus, 
higher  sensitivity. 
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Niemczyk  and  Na  have  reviewed  the  fundamentals  and  applica¬ 
tions  of  the  microwave-induced  active  nitrogen  plasma  which  has 
been  demonstrated  to  be  an  efficient  source  for  atonic  emission 
spectrometry.  Microwave-induced  plasmas  (MIPs)  using  a  variety  of 
gases  and  gas  mixtures,  have  been  well  characterized  in  the 
literature.^****''  in  an  active  nitrogen  plasma,  non-thermal 
energy  transfer  of  up  to  several  electron  volts  is  possible 
through  very  efficient  collisions  of  analyte  atoms  with  plasma 
species.  This  is  in  contrast  to  the  air/acetylene  flame  in 

which  the  nitrogen  molecule  with  a  Boltzmann  energy  of  around 
0.2  eV  is  the  major  collisional  partner  in  the  LEI  process. 
Hood  and  Niemczyk^®  have  recently  reported  excitation  tempera¬ 
tures,  measured  in  a  low-pressure  active  nitrogen  plasma,  that  are 
higher  than  in  most  flames.  Active  nitrogen  is  relatively  easy 
to  generate  in  a  microwave  discharge  and  has  the  potential  for 
excitation  and  ionization  of  a  large  number  of  elements. Thus, 
the  active  nitrogen  plasma  should  present  a  comparable,  if  not 
superior,  collisional  environment  for  LEI. 

Most  of  the  published  research  involving  the  use  of  active 

nitrogen  for  atomic  emission  was  carried  out  at  pressures  below 

atmospheric  using  low  microwave  power  (<100  W) .  Low  power 

microwave-induced  plasmas  are  very  efficient  excitation  sources, 

but  lack  the  thermal  energy  required  to  vaporize  samples.  In  the 

past,  conventional  sample  Introduction  into  MIPs  presented  many 

difficulties  including  the  plasma's  intolerance  for  sample 

solvent.^**  Successful  liquid  aerosol  sample  introduction  into  a 
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low  power  MIP  has  recently  been  reported  however. 

In  the  present  study,  a  raicroarc  atomizer  was  used  to  intro¬ 
duce  discrete  samples  into  a  microwave-induced,  atmospheric 
pressure  active  nitrogen  plasma.  Deutsch  and  Hieftje^^  used  a 
microarc  atomizer  to  Introduce  samples  into  a  microwave-induced 
nitrogen  plasma  for  atomic  emission  studies.  Tlie  microarc 


atomizer  separates  sample  desolvation  and  atomization  steps.  It 
employs  both  sputtering  and  thermal  desorption  to  efficiently 
atomize  snail  samples.  The  microarc  atomizer  tias  more  recently 

been  explored  as  an  atomic  emission  source  and  as  an  atom  reser¬ 
voir  for  LEI  and  DLI.^^ 

The  preliminary  results  presented  here  demonstrate  the 
feasibility  of  using  an  active  nitrogen  plasma  atom  reservoir  for 
both  LEI  and  DLl  spectrometry.  LEI  has  also  been  observed  in  an 
MIP  by  Lysakowski.  In  the  present  work,  a  comparison  of  LEI  and 
DLI  signals  for  indiun  indicates  that  DLl  photoionization  enhance- 

p 

ment  of  the  LEI  signal  is  snail.  These  results  suggest  that  the 
rate  of  collisional  ionization  in  the  active  nitrogen  plasma  may 
be  comparable  to  typical  analytical  flames. 


EXPERIMENTAL  SECTION 

A  schematic  diagram  of  the  instrumentation  used  in  this  study 
is  given  in  Figure  1.  A  linear  flashlamp-pumped  dye  laser 
(CMX-4,  Chromatix)  ,  with  a  0.8  ps  pulselength  and  frequency 
doubling  capability,  was  used  as  the  excitation  source  for  all 
experiments.  The  laser  was  operated  with  rhodamine  590  at  a 

repetition  rate  of  30  Hz.  A  UV-transmitting,  visible  absorbing 
filter  was  used  to  block  the  laser  fundamental  output  during  the 
LEI  experiments.  The  laser  wavelength  was  optimized  prior  to  each 
experiment  by  observing  the  optogalvanic  effect  in  a  hollow 
cathode  lamp.  A  standard  LEI  detection  system  was  used,  including 
a  preamplifier^**  and  a  boxcar  signal  averager,  for  signal  proces¬ 
sing.  A  strip  chart  recorder  provided  the  signal  readout. 


Active  Nitrogen  Plaana 


An  active  nitrogen  plasma  was  generate!  using  a  laboratory- 
constructed  Beenakker  type  microwave  cavity. The  microwave 
power  oscillator  (Micro-Now,  Skokie,  IL)  was  used  to  deliver 
powers  between  50  and  150  W.  The  microwave  cavity  was  carefully 
designel  so  tha''  reflected  power  was  always  less  than  10%  of  the 

forward  power  value,  and  in  some  cases,  was  too  small  to  measure 
accurately.  The  active  nitrogen  plasma  plume  was  generated  at 
atmospheric  pressure  by  exciting  a  mixture  of  argon  (1.2  L/min) 
and  nitrogen  (10-50  mL/min) .  The  nitrogen  was  obtained  from 
liquid  nitrogen  boil-off.  The  atmospheric  pressure  plasma  was 

chosen  over  a  low-pressure  plasma  (<10  Torr)  to  facilitate  sample 

introduction  and  eliminate  the  need  for  a  vacuum  system.  An  8-mm 
I.D.  X  150-mm  long  quartz  tube  was  used  to  direct  the  gas  mixture 
through  the  mic’'owave  cavity.  The  tube  extended  about  100  mm 
beyond  the  cover  plate  of  the  microwave  cavity.  The  active  nitro¬ 
gen  plasma  plume  extended  about  50  to  60  mm  beyond  the  end  of  the 
quartz  tube.  The  plasma  plume  exhibited  the  active  nitrogen 

afterglow;  the  characteristic  yellow  emission  was  monitored  using 
a  diode-array  spectrometer  (Tracor-Northern,  Middleton,  WI) .  The 
most  stable  plasma  conditions  were  obtained  with  applied  microwave 
powers  in  the  range  of  bO  to  70  W  and  nitrogen  flow  rates  between 
30  and  40  mL/min. 

Signal  Collection 


The  laser  beam  was  directed  along  the  longitudinal  axis  of 
the  plasma  plume.  Ion  collection  electrodes  (12  x  60  mm)  were 
positioned  on  either  side  of  the  plasna  plume  and  were  separated 
by  a  distance  of  10  to  12  mm.  The  electrodes  were  operated  at  a 
potential  of  -1500  V.  At  potentials  higher  than  this,  arcing 
through  the  plasma  plume  occurred.  The  plasma  plume,  ion  collec¬ 
tion  electrodes,  and  preamplifier  were  shielded  by  a  copper  screen 


and  plexiglass  enclosure  to  minimize  pickup  of  RF  interference 
from  the  laser,  eliminate  drafts,  and  to  facilitate  the  exhausting 
of  ozone. 

Microarc  Atomizer 

A  laboratory-constructed  microarc  atomizer  was  positioned  at 
the  rear  of  the  Beenakker  cavity  in  direct  line  with  the  gas  flow 
to  the  plasna.  This  arrangement  was  found  to  facilitate  sample 
transport  to  the  plasma.  The  gas  flow  through  the  microarc  and 
Beenakker  cavity  was  higher  than  the  flow  rate  normally  used  in  a 
microarc  atomizer  but  close  to  the  minimum  flow  rate  required  to 
sustain  the  microwave  plasma.  Therefore,  the  gas  flow  rate  used 
was  a  compromise  between  a  stable  plasma  and  optimum  operation  of 
the  microarc.  A  tungsten  rod  was  used  as  an  anode  and  a  nichrome 
wire  loop  was  used  as  the  cathode.  The  sample  was  desolvated  by 
resistive  heating  of  the  wire.  When  a  l-pL  samp‘'e  droplet  was 
placed  on  the  cathode,  a  visible  change  in  the  active  nitrogen 
emission  spectrum  was  observed.  The  presence  of  water  in  the 
plasma  resulted  in  a  momentary  quenching  of  the  nitrogen  after¬ 
glow.  The  completion  of  sample  desolvation  was  indicated  by  the 
reappearance  of  the  yellow  nitrogen  afterglow  in  the  plasma 
plume.  The  microarc  power  supply  is  described  in  Refs.  21  and 
22. 

LEI  Measurements 

Indlun  was  chosen  as  a  test  element  for  the  initial  experi¬ 
ments  because  of  the  proximity  of  one  of  its  resonance  lines  to  a 
peak  in  the  frequency-doubled  tuning  curve  of  rhodamine  590. 
Excitation  at  the  indium  resonance  line  at  303.9  nm  resulted  in 
promotion  to  a  level  that  was  within  1.70  eV  of  the  5.78  eV  ioni¬ 
zation  potential  of  indium.  Energetically,  these  are  favorable 
conditions  for  a  good  LEI  yield  in  a  collisional  environment.  LEI 


measurements  for  10-ng  samples  of  Indium  were  made  while  adjusting 
the  plasma  parameters  of  applied  microwave  power  and  nitrogen  gas 
flow.  These  parameters  directly  affected  the  concentration  of 
plasma  species  and,  hence,  the  collisional  efficacy  of  the 
pla  sraa . 

An  experiment  was  carried  out  to  determine  whether  the  reso¬ 
nant  transition  at  303.9  nm  was  optically  saturated.  The  laser 
beam  was  attenuated  with  calibrated  neutral  density  filters  and 
the  corre  Sfwnding  LE^  signals  for  replicate  10  ng  samples  of 
Indium  were  recorded.  A  plot  of  LEI  signal  vs.  laser  power 
revealed  a  non-linear  dep  ndence  of  LEI  signal  at  the  higher  laser 
powers.  Optical  saturation  of  this  transition  helped  minimize  the 
effect  of  pul se-to- pul se  amplitude  differences  in  laser  output  on 
the  outcome  of  the  Indium  LEI  experiments. 

DLI  Measurements 

bLI  studies  usually  require  the  addition  of  a  second  laser  to 
photoionize  laser-excited  analyte  atoms.  In  this  case,  a  DLI 
excitation  scheme  for  indiua  was  conveniently  arranged  using  a 
single  dye  laser  with  both  frequency-doubled  and  fundamental  out- 
put  beams.  The  fundamental  laser  wavelength  of  607.8  nm  was 
frequency  doubled  to  produce  the  second  harmonic  at  303.9  nm.  The 
303.9  nm  beam  was  used,  as  in  the  LEI  experiments,  for  the  excita¬ 
tion  step.  The  b07.8  nm  fundamental  output  was  used  for  the 
photoionization  step.  The  addition  of  the  2.04  eV  ionizing  photon 
resulted  in  a  0.34  eV  energy  overshoot  beyond  the  ionization 
potential  of  indium.  This  overshoot  was  relatively  small  and, 
therefore,  near  optimal  for  observing  a  DLI  enhancement  over  LEI.® 

In  DLI  studies,  the  j'egrce  of  overlap  of  the  excitation  and 
ionization  laser  beams  in  the  atom  reservoir  is  critical.®  The 
tunable  dye  laser  used  in  the  present  study  produced  a  second 


harmonic  beam  that  was  displaced  vertically  above  the  fundamental 
output  beam.  The  cross-sectional  overlap  between  these  beams  was 
about  30°o ,  creating  a  non-optimum  condition  for  DLI  enhancement. 
To  circumvent  this  problem,  the  laser  output  beam  was  expanded  and 
a  2-mm  iris  was  positioned  in  the  region  where  the  fundamental  and 
second  harmonic  overlapped.  This  approach  allowed  the  plasma 
plume  to  be  irradiated  by  a  composite  beam  with  nearly  100%  over¬ 
lap  between  the  fundamental  and  second  harmonic.  The  resonance 
transition  of  indium  was  still  optically  saturated  despite  losses 
in  laser  intensity  due  to  expansion  and  spatial  filtering  of  the 
beam.  Comparative  DLI/LEl  experiments  were  run  under  the  same 
condit’ons  of  illumination.  An  applied  microwave  power  of  60  W 
and  a  nitrogen  flow  rate  of  30  mL/min  were  used  for  the  DLI 
measurements.  These  conditions  provided  less  than  optimum  LEI 
yields  (see  Figs.  2,  3)  but  promoted  the  most  stable  plasma. 

RESULTS  AND  DISCUSSION 

Laser-enhanced  ionization  signals  were  detected  for  indium 
excited  under  optical  saturation  conditions.  With  the  excitation 
step  saturated,  the  amplitude  of  the  ionization  signal  was 
influenced  primarily  by  the  efficacy  of  collisions  of  the 
exci t ed- state  analyte  atoms  with  plasma  species.  The  concentra¬ 
tion  of  active  nitrogen  in  the  plasma  was  controlled  by  varying 
the  nitrogen  flow  rate  or  the  microwave  power.  The  active  nitro¬ 
gen  concentration  in  the  plasma  plume  could  be  increased  by 
increasing  either  of  these  two  variables.  The  nitrogen  flow  rate 
was  the  predominant  influence  as  indicated  by  the  emission  inten¬ 
sity  of  the  nitrogen  afterglow  which  was  monitored  with  the 
diode-array  spectrometer.  Figure  2  illustrates  the  effect  of  the 
nitrogen  flow  rate  on  the  LEI  signal.  The  nitrogen  flow  rate  was 
varied  between  7  raL/min  and  75  mL/rain  and  LEI  measuiements  were 
made  for  10  ng  aqueous  samples  of  indium.  The  applied  microwave 


power  was  fixed  at  bO  W.  The  nitrogen  flow  rate  was  snail  in 
cor.parison  with  the  argon  flow  rate,  which  was  maintained  at 
..2  L/tain  in  order  to  keep  the  rate  of  sample  transport  through 
the  system  constant.  The  LEI  signals  were  maximum  at  a  flow  rate 
or  7  mL/min  and  decreased  by  a  factor  of  four  as  the  flow  rate  was 
increased  to  75  mL/min.  At  nitrogen  flow  rates  lower  than  7  mL/ 
rain,  the  plasma  became  unstable  and  began  to  pulsate.  When  the 
nitrogen  flow  was  reduced  to  zero,  the  remaining  argon  plasma 
retreated  back  into  the  Beenakker  cavity  and  LEI  signals  were  too 
snail  to  detect  at  the  same  gain  setting  of  the  boxcar.  The 
observed  decrease  in  LEI  signal  size  with  increasing  active  nitro¬ 
gen  concentration  may  have  been  the  result  of  depletion  in  the 
population  of  ground  state  analyte  atoms  due  to  effective  excita- 
tion  and  ionization  of  the  analyte  by  the  plasma  itself.  The 
reduced  sensitivity  for  atomic  fluorescence  as  compared  to  atomic 
emission  measurements  made  In  active  nitrogen  plasmas,  provides 
further  evidence  for  the  depletion  of  ground  state  analyte  atom 
populat ion  s. 

Figure  3  illustrates  the  effect  of  applied  microwave  power  on 
the  LEI  signal.  The  microwave  power  was  varied  between  50  and 
150  W  and  LEI  measurements  were  made  for  10-ng  samples  of  indium. 
The  argon  and  nitrogen  flow  rates  were  fixed  at  1.2  L/min  and 
12  raL/rain,  respectively.  Measurements  were  not  attempted  below 
50  W  applied  power  because  the  plasma  became  unstable  below  this 
power  level.  The  LEI  signal  was  maximum  at  50  W  and  decreased 
gradually  with  increasing  microwave  power  and  the  subsequc'^t 
increase  in  active  nitrogen  concentration. 


DLI  Enhancement  of  the  LEI  Signal 

A  comparative  study  of  DLI  and  LEI  was  carried  out  in  the 
active  nitrogen  plasra=>.  In  both  cases,  indium  was  excited  at 
303.9  nm .  Measurements  for  replicate  10  ng  samples  of  indium  were 


made  with  and  witnouc  the  addition  of  a  photoionizing  beam.  The 
addition  of  the  photoionizing  laser  beam  resulted  in  DLI  signal 
enhancements  of  up  io  a  factor  of  two  relative  to  LEI  measurements 
made  under  the  same  conditions.  Since  saturation  of  the  excita¬ 
tion  step  at  303.9  na  was  maintained  throughout  all  experiments, 
it  was  assumed  that  laser  intensity  losses  due  to  reflection  off 
the  UV  transraitt ing-vi sible  absorbing  filter,  did  not  contribute 
significantly  to  the  difference  between  the  LEI  and  DLI  signal 
amplitudes. 

A  DLI  detection  limit  based  on  a  signal-to-noise  ratio  of 
three  was  estimated  for  indium.  For  quantitation  purposes,  the 
chart-recorded  peak  heights  of  the  transient  ionization  signals 
were  measured.  The  noise  was  taken  as  one-fifth  the  peak-to-peak 
noise  on  the  baseline.  A  detection  limit  of  20  pg  was  estimated 
by  extrapolation  from  signal-to-noise  ratios  of  measurements  made 
with  1-ng  samples  of  indium.  The  reproducibility  at  this  level 
was  approximately  15%  relative  standard  deviation.  Figure  4  shows 
signals  recorded  for  consecutive  1  ng  indiua  samples.  The  best 
DLI  detection  limits  for  indium  were  comparable  to  the  best 
obtained  for  LEI  (using  full  Illumination).  The  DLI  enhancement 
factor  offset  the  loss  of  LEI  signal  that  was  a  result  of  reduced 
beam  volume  due  -o  spatial  filtering  in  the  DLI/LEI  comparison 
experiment . 

Background  Ionization  and  Limiting  Noise 

Measurements  made  in  the  active  nitrogen  plasma  with  the 
microarc  atomizer  turned  off  and  no  analyte  present  indicated  the 
presence  of  low  level  laser-induced  background  ionization.  Sig¬ 
nals  were  observed  with  laser  excitation  both  on  and  off  the 
303.9-nm  line.  The  signals  disappeared  when  the  laser  beam  was 
blocked,  leaving  a  baseline  signal  that  resulted  primarily  froi-j 
pickup  of  RF  Interference  from  the  laser.  The  combination  of 


laser- induced  plasma  ionization  and  pickup  of  RF  interference  may 
present  a  fundamental  limit  on  the  sensitivity  of  this  technique. 
An  optimization  of  the  plasma,  in  addition  to  improvements  in 
electrical  shielding  and  grounding,  may  help  reduce  Che  magnitude 
of  these  background  signals  and,  hence,  their  contribution  to  the 
total  noise. 


CONCLUSION 


The  preceding  results  demonstrate  the  feasibility  of  using  an 
active  nitrogen  plasna  atom  reservoir  for  laser-induced  ionization 
spectrometry.  Picogram  level  sensitivity  for  discrete  samples  of 
indium  was  obtained  by  both  LEI  and  DLI  techniques. 

DLI  enhancements  of  up  to  1000  have  been  obtained  for  some 
elements  by  using  excitation  schemes  with  relatively  anall  energy 
overshoots.®  The  DLI  enhancement  observed  for  indium  in  the 
present  study  was  approximately  the  same  as  reported  for  indium  in 
Ref.  8,  but  the  energy  overshoot  was  less  than  half  as  large. 
Thus,  a  larger  DLI  enhancement  would  have  been  expected  in  the 
present  case,  providing  the  atom  reservoirs  had  similar  colli- 
sional  properties.  Although  several  experimental  differences 
prevent  a  direct  comparison  between  the  previous  results  and  the 
present  work,  the  absence  of  a  larger  DLI  enhancement  for  indium 
In  the  present  work  suggests  that  a  higher  rate  of  colllslorial 
ionization  exists  in  the  active  nitrogen  plasma  relative  to  the 
hydrogen-oxygen-argon  flame  used  in  Ref.  8.  The  collisional  prop¬ 
erties  of  the  active  nitrogen  plasma  may  more  closely  approach  the 
alr/acetylene  flame. 

Low  ground  state  analyte  atom  populations  in  the  active 
nitrogen  plasma,  relative  to  analytical  flames,  implies  that 
analyte  atom  excited  states  are  more  highly  populated  in  the 


plasma.  This  is  exemplified  by  the  high  sensitivity  obtaine-  for 
atomic  emission  in  the  active  nitrogen  plasma. This  being  the 
case,  non-resonant  LEI  excitation  of  analyt'e  atoms  in  the  active 
nitrogen  plasma  should  demonstrate  improved  sensitivity  over 
similar  excitation  schemes  in  flames. 

The  microarc  atomizer  is  currently  being  optimized  to  improve 
the  reproducibility  of  atomization  and,  hence,  the  precision. 
Synchronization  of  the  laser  firing  to  the  transit  of  the  analyte 
"plug"  through  the  region  of  the  plasma  sampled  by  the  LEI  elec¬ 
trodes  would  improve  both  precision  and  sensitivity. 

Experiments  are  being  planned  to  investigate  LEI  and  DLI  for 
a  series  of  other  elements  to  further  characterize  the  role  of  the 
active  nitrogen  plasma.  Initial  Investigations  of  the  effect  of 
easily-ionized  elements  on  the  analyte  ionization  signal  Indicate 
that  the  electrical  interferences  may  be  similar  to  those  in 
flames.^  High  voltage  Interferent  removal  schemes^^  may  be  more 
effective  in  active  nitrogen  plasmas  than  flames.  The  former 
should  more  efficiently  ionize  lA  and  IIA  elements,  leading  to  a 
more  quantitative  removal. 
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FIGURE  CAPTIONS 


FIG.  1.  Schematic  diagram  of  instrumentation.  Diode-array 
spectrometer  is  omitted. 

FIG.  2.  Effect  of  nitrogen  flow  rate  on  LEI  signal  for  10  ng 
indium  samples.  Error  bars  represent  95%  confidence  interval. 

FIG.  3.  Effect  of  microwave  power  on  LEI  signal  for  10  ng  indium 
samples.  Error  bars  represent  95%  confidence  interval. 

FIG.  4.  Chart  recorder  tracings  of  consecutive  DLI  signals  for 
1  ng  Indiun  samples. 
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Ahsjracl 

Premised  tlames  have  been  cnmiiionlv  ii-ed  lo  aioimre  samples  for  laser-indiiced  ioni/aiion  spes  inmieirv 
Deieciion  limits  have  been  excellent  hut  the  intrinsic  sensitivity  of  the  iaser-hase.!  methods  has  been  s  on  proiiii s ec 
when  analyzing  real  samples.  .A  total  consumption  flame  and  several  energetic  piasmas  have  been  in  v  es  ii  a.ited  .is 
atom  reservoirs  for  laser-enhanced  ionization  LED  and  direct  laser  'onizaiion  iDLIi  spectrometrv  .  lor’izaiion  Iri'i;. 
a  laser-excited  state  proceeds  by  collisions  in  LEI  and  absorption  of  photons  in  DLL  Laser-enhanced  lonizatior, 
occurs  in  a  flame  w  henever  a  laser  is  tuned  to  an  atomic  transition,  Wheiher  or  not  photoioniz.ation  1 1  e  .  DLI  i  w  iL 
supplement  the  LEI  signal  depen  is  on  the  collisional  properties  of  the  atom  reservoir  and  the  dilference  between  the 
energy  required  to  reach  the  ionization  potential  and  the  energy  of  the  phoioionizing  beam.  The  total  consumption 
flame,  active  nitrogen,  and  argon  plasmas  each  have  advantages  in  terms  of  sample  throughput,  background,  and 
inierterences.  The  results  of  LEI  and  DLI  measurements  will  be  used  to  characterize  and  compare  these  atom 
reservoirs  for  laser-induced  ionization  spectrometry. 


iQiIoslllsfUSJI! 

Laser-induced  ionization  spectrometry  may  be  viewed  as  a  family  of  techniques  isee  Figure  1).  Laser-enhanced 
ionization  involves  thermal  or  collisional  ionization  from  an  excited  state  that  is  populated  by  single-step  or 
stepwise  laser  excitation.'  In  DLL  sometimes  referred  to  as  dual  laser  ionization,-  the  final  step  is  laser 
photoionization.  The  DLI  excitation  schemes  are  similar  to  those  used  for  resonance  ionization  spectroscopy  (RISi. 
the  distinction  being  the  atom  reservoir.  Resonance  ionization  spectroscv'py  is  performed  in  low  pressure  atom 
eservoirs,  such  as  the  source  of  a  mass  spectrometer,  i.aser-enhanced  ionization  and  DLI  are  implemented  in 
atmospheric-pre,' sure  pLi.'tiias.  typically  a  flame  supported  by  a  premix  burner.  Laser-enhanced  ionization  and  DLI 
may  be  viewed  as  complementary  techniques.  The  lormer  is  more  well  developed  hut  inuch  ol  the  research  applies 
equally  well  to  DLL  .Muliiplioton  ionization  i.MPli  m.iv  also  occur  in  flames  bin  is  not  uscliil  lor  ir.icc  niei.il 
determination.  Multiphoton  iciiization  can  proceed  by  the  simultaneous  absoipiion  of  three  or  more  photons  of  the 
same  wavelength  via  bound  or  virtual  states.  A  background  signal  may  result  from  the  .MR!  of  added  or  native 
species  in  the  flame,  particularly  at  high  incident  laser  powers.  The  noise  carried  by  this  additive  signal  can  limit 
minimum  detectable  concentrations  of  analytes. 


LEI  DLI  (RIS)  MPI 


FIGLiRE  1  L.aser-Induced  ionization  schemes:  LEI,  DLL  and  MPI. 

Laser-enhanced  ionization  or  DLI  may  be  detected  with  biased  high  voltage  electrodes  inserted  in  or  near  the  atom 
reservoir.  The  increased  current  in  the  atom  reservoir  due  lo  laser  excitation  is  collected,  prcamplified.  and  filtered 
oetore  introduction  to  a  boxcar  signal  averager.  A  photodiode  which  monitors  the  laser  output  assures  that  the 
signal  IS  sampled  only  during  the  laser  pulse. 
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The  premix  burner  has  been  the  most  frequently  used  atom  reservoir.  The  premix  burner  has  been  the  atom 
reservoir  of  choice  for  optically-detected  spectrometry,  such  as  atomic  absorption,  because  it  produces  a  stable, 
laminar  flow  flame  with  well-defined  concentration  zones.  Slot  burner  heads  provide  long  pathlengths  which 
increase  the  signal  collected.  The  high  optical  quality  of  ihe  premixed  flame  results  from  mixing  the  fuel,  oxidant 
and  nebulized  sample  solution  in  a  chamber  prior  to  combustion.  The  large  sample  droplets  condense  in  the 
premixing  chamber  and  return  to  waste  via  a  drain.  The  choice  of  fuel  and  oxidant  is  limited  to  combinations  that 
yield  flames  with  lower  burning  velocities.  This  avoids  explosive  flashbacks  in  the  premixing  chamber. 


1 ‘e  clectroite  con  1 1  it  ur.il  ion--  t'l.it  liaxe  been  need  tor  i.iscr-en.’i.inced  loni/.ition  i.ii:  in'.ii  ;  .s  o  c..Ie■corle^  extern. ii 
and  immersed  l.ither  .ippro.icn  will  priuluce  excellent  ..ete^tion  limits  tor  .in.il>  lex  d.i'xicved  in  pure,  aiiucou^ 
solutions.  Sample  matrices  containing  l.-\  i  r  ll.A  elements  whicn  have  high  ion  traciions  in  t.pical  analviic.ii  Mamex 
produce  sex  ere  eiextric.il  interlerences  when  external  electrooex  are  used.  Ihix  has  been  .iitribiiied  to  me  lorni.ition 
of  a  space  charge  at  the  cathode 

The  origin  of  electrical  interferences  may  be  understood  by  considering  space  charge  lormation  at  an  electrode. 
In  a  flame,  positive  tons,  electrons,  and  neutral  species  exist  in  the  bulk  phase.  If  the  region  near  a  negative 
electrode  inserted  in  the  flame  is  examined,  several  zones  may  be  distinguished.  Between  the  bulk  phase  and  the 
electrede  surface,  there  is  a  transition  region  where  charged  xpecies  separate.  Near  the  electrode  surface,  cations 
predominate,  .^s  the  concentration  of  cations  in  the  flame  is  increased,  the  signal  collecting  field  withdraws  to  the 
cathode  surface.  If  the  laser  beam  is  outside  the  collecting  field,  none  of  the  tons  produced  by  laser  enhancement 
will  be  sensed.  When  the  electrodes  are  located  outside  the  flame,  there  is  no  opportunity  to  position  the  laser 
beam  within  the  collecting  field  at  high  ion  concentrations  in  the  flame  With  immersed  electrodes,  the  laser  beam 
can  be  positioned  near  the  cathode  surface  even  when  the  ion  concentration  in  the  flame  is  high  and  the  signal 
collection  region  is  severely  compressed.  Using  immersed  electrodes  it  is  possible  to  collect  lOO'T  of  the  analyte 
signal  in  the  presence  of  sodium  concentrations  up  to  ,^()()()  pg.'mL  in  an  air-acetyle.ae  flame. ^ 

The  periodic  table  in  Figure  2  indicates  the  elements  that  have  been  determined  by  LEI  spectrometry  according  to 
the  type  of  flame  used.  (Those  elements  which  are  shown  as  "not  determined"  by  LEI  spectrometry  have  not  been 
reported  but  they  are  amenable  to  flame  spectrometry.)  Most  detection  limits  that  have  been  reported  were 
determined  in  the  air-acetylene  flame.  A  nitrous  oxide-acetylene  flame  has  been  used  for  more  refractory  elements. 
It  is  important  to  recognize  that  although  the  use  of  an  immersed  electrode  has  mitigated  electrical  inierferencev 
from  easily-ionized  species  m  air-acetylene  tlames.  the  hotter  nitrous  oxide-acetylene  flame  has  not  yielded  to  this 
solution.^ 


FLAME:  AIR-ACETYLENE  □  PROPANE-BUTANE-AIR  CD 

NITROUS  OXIDE-ACETYLENE  O  NOT  DETERMINED  ^ 
AIR-HYDROGEN  dl 


EIGLRE  2  Periodic  table  showing  types  of  flames  used  as  atom  reservoirs  tor 
laser-enhanced  ionization  spectrometry. 
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Rgiulls.and,  Discuss  ion 

The  limits  of  detection  for  laser-enhanced  ionization  in  premixed  flames,  compiled  and  reported  in  Reference  5, 
esiahlish  the  technique  as  competiiive  with  other  high  sensitivity  analytical  methods,  such  as  inductively-coupled 
plasm,!  emission  spe^  ironietry.  One  component  of  laser-enhanced  ionization  speciromctry  ihat  might  be  improved  is 
the  ,110111  rcscrs.'ir,  I  he  se,ireh  for  alternaie  ,il('m  reservoirs  wa'  Iriven  hv  the  loliowmg  coals:  (  I  1  increasing  ih  ’ 
.in.iisic  residence  time  in  the  i,iscr  beam,  di  inert  asing  the  qu.i.itity  ot  analsie  in  the  laser-exciied  volume,  ( .1 1 
rcii  ucin  g  anaivie  consumption,  and  l-li  ,uriiicr  reduction  or  elimination  of  electrical  inierterences.  Kealisticallv,  11 
'1.011,,*  be  rccii'C M izcti  !h,ii  some  01  these  gi',i.s  mas  be  mutii.illy  exclusive. 

1  o  i.j  L  L  p  n  s  u  m  p  u  p  n  _  1 : 1  a  m  e  s 

One  approach  to  increasing  signal  is  to  increase  the  number  ol  atoms  that  can  be  interrogated  by  the  laser  beam. 
This  can  be  accomplished  by  substituting  a  total  consumption  burner  for  the  premised  burner  which  has  been 
commonly  used  for  LEI  spectrometry.  In  the  total  consumption  burner,  the  fuel,  oxidant,  and  nebulized  sample  are 
not  mixed  until  thev  exit  the  burner  nozzle.  ,-\lthough  lOO'^t  of  the  sample  enters  the  flame,  all  of  it  is  not  available 
for  laser  excitation.  Large  droplets  of  sample  pass  through  the  tiame  withoui  evaporation.  Light  scattering  from 
these  droplets  is  the  main  reason  that  total  consumption  burners  are  no  longer  used  as  atom  reservoirs  for  optically- 
detected  spectrometry.  Since  an  electrical  current  is  measured  directly  in  LEI  speciron,etry.  light  scattering  causes 
no  detection  problems.  Even  though  a  portion  of  the  sample  is  lost  to  LEI,  the  overall  increase  in  sample 
throughput  over  the  premixed  burner  which  rejects  95*^  of  the  aspirated  sample  led  to  a  net  improvement  in  limits 
of  detection  for  the  elements  studied.^  An  additional  benefit  of  using  the  total  consumption  burner  is  the 
availability  of  oxygen-based  flames  without  the  threat  of  explosive  flashback.. 

Laser-enhanced  ionization  spectrometry  wuh  a  total  consumption  burner  has  some  disadvantages  as  well.  When 
compared  with  the  premixed  burner,  the  laser  pathlength  for  the  total  consumption  burner  is  reduced  because  the 
flame  has  a  circular  cross-section.  Because  the  flame  is  very  turbulent,  the  concentration  gradient  is  diffuse  and  the 
zone  of  hignest  concentration  is  not  well  defined.  The  high  sample  throughput,  the  central  advantage  of  the  total 
consumption  burner,  leads  to  two  problems:  MPI  background  and  the  earlier  onset  of  electrical  interferences.  The 
irigin  of  the  background  is  the  MPI  of  flame  species  produced  by  the  aspiration  of  water,  the  primary  solvent  for 
this  work.  The  largely  featureless  MPI  background  occurs  only  at  high  incident  laser  powers.  Since  the  MPI 
background  signal  was  additive,  it  was  possible  to  subtract  it.  but  the  random  noise  carried  by  the  MPI  remained. 
The  strategy  to  obtain  the  best  detection  limits  was  to  increase  the  laser  power  until  MPI  was  observed.  Then  the 
laser  power  was  reduced  slightly  below  the  .MPI  level  and  the  detection  limits  were  determined  in  the  absence  of 
.MPI  noise.  The  appearance  of  MPI  background  is  also  possible  with  a  premix  burner;  the  difference  is  that  most  of 
the  solvent  is  eliminated  by  condensation  before  it  reaches  the  flame.  The  earlier  onset  of  electrical  interferences 
due  to  easily-ionized  species  with  the  total  consumption  burner  is  also  a  symptom  of  the  "100%"  sample 
introduction  into  the  flame.  The  actual  flame  concentration  (or  density)  of  10ns  when  signal  suppression  occurs  is 
prob.ibly  the  same  for  boih  burners.  The  difference  is  that  this  flame  concentration  occurs  at  much  lower  solution 
C(MK enir.iiioiix  ol  the  intcrtereni  when  using  a  total  consumption  burner.  It  is  the  absolute  flame  concentration  of 
mtcrlcrent  that  determines  the  level  ot  LEI  signal  suppression  not  the  ratio  of  interferent  to  analyte.^ 


§  amp  !e_Deso  jy  align 

Sample  desolvation  prior  to  introduction  was  one  approach  to  attacking  the  r  ficiencies  of  the  total  consumption 
burner  Sample  desolvaiion  has  long  been  used  in  atomic  spectrometry  but  the  reported  sample  transport 
etticiencies  for  available  techniques  were  low  Less  than  complete  sample  transport  negates  the  value  of  using  a 
total  CO  ns  limp  non  burner. 

A  successful  approach  involved  using  a  graphite  furnace  to  desolvate  the  sample  prior  to  introduction  into  the 
total  consumption  burner.**  The  liquid  sample  was  deposited  in  the  graphite  tube,  the  water  was  driven  off  in  a 
drying  cycle  and  the  sample  was  atomized  into  a  flowing  stream  of  argon.  The  gas-phase  sample  was  carried  into 
ihe  aspiration  lube  of  the  burner.  A  water  vapor  generator  was  connected  in  the  gas  line  from  the  furnace  for 
comparison  of  the  introduction  of  dry  and  wet  samples  into  the  total  consumption  burner.  Wet  samples  could  not  be 
introduced  directly  from  the  furnace  because  spattering  would  cause  sample  loss  making  the  results  equivocal. 
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The  Kl^antaces  ot  sample  eiesolvauon  are  illustrated  tn  Figure  ?.  Five  trials  are  shown.  In  the  three  ir.a.s  where 
,he  nianeanese'  sample  was  desolva.ed,  sharp  signal  peaks  result.  The  MPl  background  yields  a  DC  signal  otfse 
lor  the  two  trials  with  solvated  samples.  The  increased  noise  carried  by  ihe  signal  is  obvious.  The  reduction 
peak  .implitudes  .  '  the  solvated  trials  is  probably  due  to  the  cooling  of  the  flame  by  water  vapor  introduction. 
•  '.erci'v  reducing  tne  analyte  aiom  fraction. 


Btt  NArnt  IJ 


DESOLVATED  SOLVATED 


d  Kl  .-  (\''”i'jr;'>'n  of  signaN  for  de^ol- 

ed  .ind  volvateJ  Mn  'ampler  The  arrows 
u.ite  sign.iis  ti>r  the  solvated  samples, 
nples 


FlCiL'RE  4.  Schematic  diagram  of  instru¬ 
mentation  for  laser-induced  ionization 
spectrometry  in  a  microw  ave-induced  plasma 


In  s .onmarv  .  sjiooic  vlcsoivation  with  the  total  consumption  burner  provides  many  advantages  that  are  applicable 
'  l.iser  induced  lonizatum  spectriniietry . Higher  laser  powers  can  be  effectively  used  to  saturate  atomic 
:r.in s II ion s .  It  is  also  possible  to  condense  the  total  cc'iisumption  flame  by  introducing  it  into  a  Vycor  tube.  The 
evsiting  laser  beam  mav  then  be  directed  down  the  length  of  the  flame  and  longer  pathlength  electrodes  may  be 
..'Cd  1  l.tnic  condensation  ,ind  pathlength  extension  can  be  applied  to  the  total  consumption  flame  without  sample 

desolv.iiion  but  ttie  incre.i'cd  .\ll’l  noise  nullifies  any  improvements  in  signal.  Finally,  intrinsic  flame  temperatures) 
arc  maintained  by  the  removal  of  .iv)ucous  solvents.  AU  of  these  advantages  lead  to  order-of-magnitude 
improvements  in  detection  limits  for  laser-enhanced  ionization  spectrometry  using  total  consumption  burners  with 
s  .impie  d.esolv  .iiion  '' 

Lnyiisliiv.PlUimai 

Kcscntly.  tnicrow  .iv  e  induced  plasmas  have  been  investigated  as  atom  reservoirs  for  laser- induced  ionization. 
Ihe  .ipp.ir.iius  Is  shown  in  l  igiire  4.  The  gas  for  plasma  formation  is  directed  through  the  sample  introduction 
.lev  oc  .Sever.il  sample  iiitrodiKiion  devices  have  been  used:  an  AC  microarc,  ultrasonic  nebulization  with  solvent 
s;;.|iping.  .md  a  gr.iphitc  furnace  The  sample  vapor  is  then  carried  through  the  microwave  cavity  where  th  isma 
\:1  iiii-  'csc.iicii  li.is  involved  atmospheric  pressure  plasmas,  ihe  plasma  is  conducted  be.,  lul  the 
:: a.i'i.s.ivc  s.iv;;y  wiin  .i  i.|i).iriz  tube.  .Siitn.il  collection  and  processing  are  similar  to  the  approach  used  in  flames. 

Ihe  first  pl.i'fiia  to  be  investigated  was  active  nitrogen.''  Active  nitrogen  has  interesting  energetic  properties  and 
is  s.ip.ihle  of  efficienilv  pri'diicing  cxs.:.;  .uttal  atoms  and  tons  on  collision  with  ground  state  species.  The  metal 
eniissiisn  in  sub  .itmospheric  pressure  siiurces  has  been  detected  photoelectrically  lor  analytical  determinations,  I’* 
Iiic  .ictive  niirocen  in  the  present  work  was  generated  by  adding  molecular  nitrogen  to  an  argon  flow  in  about  a  1- 
;o  1(1  ratio  Microwave  powers  in  the  range  from  .sO  to  l,‘'(l  W  were  used. 

lioih  1  I  1  and  1)1.1  experiments  were  run  to  evaluate  the  collisional  properties  of  active  nitrogen.  The  excitation 
schemes  for  indium  are  shown  in  Figure  .s.  Laser-enhanced  ionization  occurs  in  a  plasma  whenever  a  laser  is  tuned 
;o  .111  atomic  tr.insmon.  For  otherwise  ulentical  experiments,  the  enhancement  ot  the  DLI  signal  over  LLl  depends 
"1  the  collisional  environment  of  the  plasma  and  how  well  the  energy  of  the  photon  matches  the  energy  required  for 
pM.ooinniz.ition  In  this  case,  the  energy  overshoot  was  0,34  V. 
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FlCiL  RE  5.  I. El  vs.  DEI  for  indiiim.  FIGURE  6.  LEI  and  aviive  nitrogen  dependence 

on  nitrogen  flow  rate. 

.A  detection  limit  for  DLI  of  indium  was  estimated  to  be  20  pg.  The  DLI  signal  was  a  factor  of  two  larger  than  the 
LEI  signal.  Since  the  energy  overshoot  was  relatively  small  for  the  photoionizing  wavelength,  the  collisional 
properties  of  active  nitrogen  were  judged  to  be  good  although  perhaps  not  comparable  to  an  air-acetylene  flame. 

During  the  optimization  of  the  laser-induced  ionization  processes,  some  interesting  signal  behavior  was  noted. 
Figure  6  illustrates  the  res'.lts  of  e.'tperinients  in  which  the  LEI  signal  was  monitored  while  increasing  the  nitrogen 
flow  rate.  As  expected,  the  active  nitroge.i  concentration  (broken  line)  increased  as  the  nitrogen  flow  rate  was 
increased.  The  decrease  in  LEI  signal  was  not  expected.  It  was  first  speculated  that  the  laser  excitation  prior  to  the 
signal  collection  region  could  be  significantly  depleting  the  ground  state  atom  population.  On  further 
consideration,  it  seemed  unlikely  that  a  major  signal  suppression  was  caused  by  a  relativelv  minor  loss  of  atoms. 
Experiments  in  which  atomic  fluorescence  was  measured  for  identical  concentrations  ot  le.id  in  both  the  nure  argon 
plasma  and  the  active  nitrogen  plasma  (i.e.,  nitrogen  in  argon)  gave  essentially  identical  limits  of  detection.  This 
suggested  that  quenching  of  the  excited  state  analyte  played  a  very  minor  role  in  the  signal  suppression  observed  at 
high  nitrogrn  flows.  Current  vs.  applied  voltage  curves  (slope  =  1/R)  for  air-acetylene  flames  (sodium-seeded  and 
unseeded)  were  compared  with  similar  curves  for  active  nitrogen  and  pure  argon  plasmas.  The  behavior  of  the 
sodium-seeded  flame  and  active  nitrogen  plasma  was  very  similar,  suggesting  that  the  signal  suppression  observed 
as  the  nitrogen  flow  rate  was  increased  was  due  to  the  formation  of  a  space  charge  at  the  electrodes.  This  was 
somewhat  surprising  because  the  currents  in  the  active  nitrogen  plasma  were  up  to  two  orders-of-magnitude  lower 
than  currents  measured  in  the  air-acetylene  flame. 

Investigations  of  laser-induced  argon  plasmas  have  also  been  initiated.  Preliminary  results  suggested  that  space 
charge  formation  in  argon  was  minimal.  The  laser-induced  ionization  background  was  low  and  featureless  in  the 
wavelength  region  of  interest.  iThe  active  nitrogen  laser-induced  ionization  spectrum  has  been  characterized  from 
270  to  2S5  nm.  '  ’  1  Because  of  the  low  background,  manganese  has  been  detected  at  the  tens  of  picogram  levels. 
No  suppression  of  the  manganese  signal  was  observed  in  signal  recovery  experiments  using  sodium  as  an 
interferent  over  a  two  order-of-magnitude  concentration  range.  Electrical  breakdown  occurs  at  a  lower  applied 
voltage  in  argon  than  active  nitrogen  meaning  that  signal  collection  voltages  will  be  limited 

Ci’nfluiiuns 

The  total  consumption  burner  has  been  demonstrated  as  a  viable  atom  reservoir  for  laser-induced  ionization 
spectrometry  but  further  research  must  be  undertaken  before  these  results  can  be  translated  into  practice.  Energetic- 
plasmas  present  some  interesting  possibilities.  Because  of  its  good  collisional  properties  and  long  li  etime,  active 
nitrogen  plasmas  may  be  incorporated  into  an  interferent  removal  scheme.'-^  Easily-ionized  species  could  be 
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removed  with  biased  electrodes  prior  to  laser-induced  ionization.  Preliminary  experiments  with  microwave-induced 
argon  plasmas  have  suggested  that  it  may  be  an  attractive  alternative  to  flames  because  of  its  low  background  and 
the  apparent  absence  to  electrical  interferences. 
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OPTOGALVANIC  SPECTROSCOPY  IN  A  MICROWAVE-K.'DUCEO 
ACTIVE  NITROGEN  PLASMA 

3.  Se't’er,’^  E.  H.  Piepmeie’^,  ind  R.  E.  Green 
Ghe-'st^y  Giv'si"'',  'eeearcr;  Eecarf'-enr: ,  Naval 
ShLra  Lake,  CA  93555  (M.D.S.  and  R.S.G.)  and  Deoart'~e''.t 
Greccn  State  Lnivensity,  Corvallis,  OR  97331  (E.H.P.) 

ABSTRACT 

Gptogalvanic  spectra  have  been  obtained  for  a  micrc^ave-induced  active 
nitrogen  plasma.  The  spectra  originated  from  laser-excited  transitions 
belonging  to  the  second  positive  system  of  nitrogen.  As  the  ultraviolet  (UV) 
laser  wavelength  was  scanned  through  the  regions  of  interest,  the  laser- 
induced  ionization  signal  was  monitored.  A  laboratory-constructed  etalon 
system  of  very  low  finesse  was  used  to  provide  an  interferometric  wavelength 
reference.  Calibration  of  the  laser  wavelength  allowed  the  accurate  identifi¬ 
cation  of  a  series  of  selected  nitrogen  transitions. 


Index  Headings:  Gptogalvanic  Spectroscopy,  Laser-Induced  Ionization, 


Active  Nitrogen 


INTRODUCTION 


Laser-’ncjcea  optoqalvanic  spectroscopy  is  a  simple,  yet  powerful  tech¬ 
nique  *:r  niqh-resolutiori  excitation  spectra  for  utodis  ana  Tiol-rCules 

in  eiect  '’:al  r'sciiaroes.  ‘  Optoualvanic  signals  are  ceneraied  oy  '"ipeaance 
i-nannes  that  ::cur  in  response  to  tne  aosorption  of  laScr  raPiatic:!  ty  atom''': 
ana  molec^'ar  stecies  within  the  discharge."  Optogalvanic  spectroscopy  is 
character! tea  ty  niahly  efficient  signal  collection  ano,  oecause  electric 
current  ratner  tnan  light  is  detecteo,  one  does  not  have  to  contend  with 
discriminatinc  aaainst  oackground  emission  or  scattered  source  radiation.  In 
this  respect,  optogalvanic  detection  provides  some  advantages  over  laser- 
induced  fluorescence  techniques. 

Following  the  initial  report  by  Green  et  al.,^  of  galvanic  detection  of 
optical  absorptions  in  a  gas  discharge,  there  have  teen  numerous  applications 
of  optogalvanic  spectroscopy  for  the  study  of  molecules  in  a  variety  of  dis¬ 
charges.  Felamann^  reported  an  optogalvanic  study  of  NH2,  NO2,  H2,  and  N2  in 
an  electrical  discharge.  Changes  in  the  discharge  voltage  were  monitored  as 
the  laser  wavelength  was  scanned  through  several  visible  transitions  of  the 
molecular  species  of  interest.  The  author  observed  that  the  region  of  the 
discharge  selected  for  illumination  was  critical  for  obtaining  a  high  ratio  of 
signal-to-background .  Suzuki  et  al.,***^  have  carried  out  optogalvanic 
spectroscopy  of  nitrogen  in  a  radio  frequency  (RF)  discharge  by  using  a 
resonant  tank  circuit  to  monitor  changes  in  the  discharge  current.  They 
obtained  high-resolution  spectra  for  transitions  to  Rydberg  states  of  nitro¬ 
gen.^  Suzuki  et  al.,^  have  also  carried  out  similar  studies  in  a  low  pressure 
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■Tiicrowave  discharge,  '■liyazaki  et  al.,^>^  reported  double  resonance  optogal- 
van^c  soectrosopy  of  nitrogen  in  hcllojv  cathode  discharges.  This  state- 
selective  ■•'ethod  allowed  the  reco'^ding  and  assicn.-cent  of  new  visible  canes. 

=  "''’’'sred  cctcoalvanic  st;c'es  c'  'o'eccia''  srr;c'-s  na/e  als;  cee^ 


n juce, 


viS  see' 


;  jd 


speefes  'n  -lar-es  as  .veil  as  ■disena’^ges.  Screnck  et  al.,'"'  recorded  the 
aosonpt'cn  scrctra  c‘  ret i  i  oxides  "n  flanes  using  ootocalvanic  detecticn. 

The  Tietal  oxides  were  obtained  by  aspirating  metal  salt  solutions  into  a  pre- 
•nixed  air/h.ydrogen  flame.  Mallard  et  al.,'**  Cool,*'  and  xockney  et  al.,’® 
have  carried  out  multipnoton  ionization  for  optogalvanic  detection  of  '10  in 
flames.  Cool  and  Goldsmith^'^  have  recently  reported  a  laser-enhanced  flame 
ionization  chromatographic  detector  for  hydrocarbons.  For  a  more  complete 
overview  of  the  literature  of  optogalvanic  spectroscopy,  the  reader  is 
referred  to  reviews  by  Webster  and  Fettner^  and  Goldsmith  and  Lawler."® 


Active  Nitrogen  Plasma.  Microwave-induced  plasmas  employing  both  atomic 
and  .molecular  gases  are  commonly  used  as  sources  for  atomic  emission  spec- 
trometry.  The  active  nitrogen  plasma  is  unique  among  these  plasmas  in  terms 
of  its  energetics  and  the  presence  of  metastable  species. In  the  active 
nitrogen  plasma,  diatomic  nitrogen  molecules  exist  in  a  variety  of  electronic, 
vibrational,  and  rotational  excited  states. The  active  nitrogen  plasma  is 
an  efficient  excitation  source  because  of  its  ability  to  collisionally  trans¬ 
fer  up  to  several  electron  volts  of  energy  to  analyte  species  in  the  plasma. 
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the  eu-iS"!3,  a  highly  structured  background  spectrun  .vas  revealed,  ccrre- 
SDOnding  to  the  second  positive  band  system  of  nitrogen.  The  second  positive 
system  originates  -^rcm  electronic  transitions  that  exist  several  electron 
volts  above  the  ground  state  but  are  commonly  observed  by  emission  in  low 
pressure  electrical  discharges  in  nitrogen. The  observation  of  these  tran¬ 
sitions  in  this  laooratory  prompted  further  investigation  cf  the  laser- induced 
background  ionization  of  the  active  nitrogen  plasma. 


The  study  of  dense  spectra,  such  as  that  generated  in  a  molecular 
discharge,  typically  requires  the  high  spectral  resolution  afforded  by  emis¬ 
sion  spectrographic  techniques.  The  long  focal  length  monochromators  used  to 
provide  the  necessary  resolution,  do  so  at  the  expense  of  light  throughput  and 
conseouent  loss  of  sensitivity.  Laser-induced  optogalvanic  techniques  are 
characteristically  well  suited  for  the  study  of  dense  spectra  in  radiating 
plasmas,  where  conventional  optical  methods  demonstrate  only  limited  sensi¬ 
tivity.^  The  high  photon  flux  and  spectral  selectivity  of  a  laser,  coupled 
with  the  high  signal  collection  efficiency  of  the  electrical  detection  system 

provide  a  useful  alternative  to  traditional  emission  techniques. 
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Tne  irciority  of  published  results  of  optogalvanic  studies  of  ^lecules 
-:ave  involved  ,:^e  use  of  visible  or  infrared  laser  sources.  The  present  oaoe^ 

'■eporti  ‘■'or  tne  'irst  time,  a  'j'-J  optogalvanic  study  of  a  nic^'o.'.'ave-inouced, 
it:'osc''e'" ^0  oressu^e  acfive  n't^ope"  plasroa.  The  existence  of  ; '  rn if  i 
-■'Cite:  ^tste  ocnu  1 : t ■’ ons  :•  e  act've  nit^'ocen  c’ascia,  in  ac:':'':-'-  to  t-e 
iva i  1  ic '  1  i t_,  of  '’:i:n  dV  ijser  '■ '■radiance,  allowed  the  recording  of  cion 
■'esolution,  exc i ted-state  excitation  spectra.  The  spectra  of  '■epresentati ve 
oo'''t'ons  of  the  second  oositive  syste^i  of  nitro-gan  were  observed  by  deteotin: 
t"’e  'aser-induced  ionization  .vnile  scanning  the  laser  wavelength,  using  a 
frequency  doubler  with  autotracking  capability.  Simultaneous  interferometr' : 
calibration  of  the  laser  wavelength  permitted  the  accurate  identification  of  a 
series  of  excitation  peaks  in  this  band  system. 

The  information  obtained  from  an  optogalvanic  study  of  the  active  nitro¬ 
gen  plasma  is  valuable  in  terms  of  its  relevance  to  laser-induced  ionization 
spectrometry  carried  out  in  the  plasma.  Detailed  knowledge  of  the  plasma 
background  facilitates  the  selection  of  analyte  excitation  lines  and  is  an 
asset  in  obtaining  optimum  signa l-to-background  ratios  and,  hence,  greater 
sensitivity. 

EXPERIMENTAL  SECTION 

> 

The  microwave- induced,  atmospheric  pressure  active  nitrogen  plasma  used 
for  this  study  was  the  same  as  that  used  in  Ref.  23.  For  the  present  study, 
the  plasma  was  operated  with  an  applied  microwave  power  of  70  W  with  reflected 
power  less  than  10  W.  A  mixture  of  argon  and  nitrogen  with  flow  rates 
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1.2  LZ-nin  50  mL/min  '"espectively,  sust3ined  tne  plasna.  The  o'jre  nitrogen 
,v3S  o.htained  fr  "m  liau'd  nitrogen  ooil-off  and  the  argon  used  was  '’igh  purit/ 
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active  nitrogen  is  not  .-.eii  understood  altnoucn  it  is  possible  that  energy  's 
transferred  between  argon  plasma  scecies  and  ground  state  nitrogen  molecules. 
In  the  absence  of  nit'^cgen  in  the  plasma,  only  a  featureless,  wavelength- 
independent  signal  was  detected  fon  excitation  of  argon  over  the  region  of 
study.  There  was  no  indication  of  signals  originating  from  argon  transitions 
with  nitrogen  present  in  the  plasma. 

A  Nd:YAG  pumped  dye  laser  (model  581-C/Tl)L50,  Quantel)  with  frequency 
doubling  and  autotracking  capability  was  used  for  all  experiments.  The  laser 
was  operated  at  10  Hz  with  rhodamine  590  tetraf luoroborate  (Exciton).  The  UV 
output  pulsewidth  and  bandwidth  of  the  laser  were  specified  by  the  manufac¬ 
turer  to  be  6-8  ns  and  0.003  nm,  respectively. 

Detection  System.  The  detection  system  for  the  optogalvanic  study  of  the 
active  nit'^ogen  plasma  was  the  same  as  that  used  in  Ref.  23  for  laser- induced 
ionization  spectrometry.  The  active  nitrogen  plasma  plume  was  illuminated 
along  its  longitudinal  axis  in  the  same  manner  as  in  Ref.  23.  A  pair  of 
molybdenum  plate  electrodes  (IZ-nm  x  60-mm)  were  positioned  symmetrically 
about  the  plasma  plume,  8  rim  apart.  A  S-mm  diameter  iris  was  used  to  prevent 
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the  laser  team  from  strikinq  the  electrodes  in  order  to  minimize  pnotoelectr it 
emission.  A  pc‘;enti3l  of  -1500  V  was  applied  to  the  catnode  osinn  a  highly 
''egulated  rower  sucpg.  (model  229,  Pacific  Instruments).  The  anode  circuit 
ccnsisteo  of  a  lo  \  ':ad  resistor,  a  500  pF  olocking  cacac'tc'',  ::nd  a  preamc- 
ou'se:  Of'mz atio''  signals  processed  v.'t'  caxcar  averaae-" 

(scdel  >52,  ^rincetcn  Applied  Researcn)  with  a  model  155  gated  'ntegrator 
"caule.  A  l-us  toxca-'  aperture  .vas  user  to  sample  tne  ionization  pulse.  An 
effective  time  con5ta''.t  of  0.1  s  was  chosen  oecause  it  produced  the  least 
cis tort  ion  of  tne  spectra  as  the  laser  wavelength  was  scanned  at  a  nominal 
rate  of  0.025  A/s.  A  5-us  nigh  pass  filter  was  used  between  the  preampl  if  ie’^ 
and  boxcar  to  attenuate  low  frequency  noise.  The  boxcar  cutout  signal  was 
recorded  on  one  channel  of  a  digital  oscilloscope  (model  Agga,  Nicolet). 

Wavelength  Calibration.  Mechanical  flaws  in  the  sine  bar  drive  of  the 
dye  laser  grating  can  cause  discrepancies  between  the  actual  output  wave¬ 
length  and  that  indicated  by  the  laser  readout  display.  Similar  behavior 
was  observed  for  the  laser  used  in  the  present  work.  This  necessitated  the 
use  of  an  external  calibration  system.  Accurate  wavelength  identification  was 
obtained  by  simultaneously  recording  on  a  second  channel  of  the  digital  oscil¬ 
loscope  the  sinusoidal  interference  signal  from  the  reflections  of  an 
uncoated,  3.3-mm  thick  silica  etalon.  Figure  1  illustrates  the  interferometer 
configuration.  The  beams  reflected  from  the  front  and  back  surfaces  of  the 
etalon  combined  to  produce  interference  fringes,  one  of  which  was  monitored 
through  a  pinhole  by  a  photodiode.  The  pinhole  was  placed  in  the  most  intense 
region  of  the  interference  pattern.  The  output  signal  from  the  photodiode 
was  processed  with  a  second  boxcar  averager  prior  to  recording  with  the 
digital  oscilloscope. 
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The  dve  laser  used  for  this  work  employs  a  prism  oatout  separator  to 
disoe''S ive ly  separate  the  second  harmonic  UV  output  '^rom  toe  ^jrdamental 
0 3 1  V ,  ■^un'j3n^8nt3 583'^  dir^-^Ct^d  *"0  i  '•’^•3'’' 

p'^eser:  1 ' :  5 1  ion  ,  one  /isible  seam  .vas  conve""  ^/ai'e.'-  ..as  .s-: 

":r  .V  a  .'0 '  "O':  eai'O'rat'rn  to  Oi'O'd  discorsino  one  :.-a'  -■■<'-  'ts 

int“nsi:_.-.  .^avelenoths  "n  the  visipie  r^nion  oese’^mireo  "n  s;-'s  .vere 

divided  ov  2  to  obtain  t.ne  correspcn.vOing  uV  .vave lengths . 

As  tne  laser  wavelength  was  scanned,  me  sinusoidal  roauiation  of  the 
intensity  of  the  reflected  interference  fringes  was  monitored  at  the  pnoto- 
diode.  The  pattern  was  similar  to  that  typically  oroduceo  by  a  very  low 
finesse  Fabry-Perot  interferometer.  Monitoring  of  the  transmitted  inter¬ 
ference  pattern  from  a  high  finesse  etalon  is  more  common.  Monitoring  the  low 
finesse  transmitted  pattern  produces  a  sinusoidal  type  modulamcn  that  varies 
from  maximum  to  about  32%  of  maximum.  A  large  zero-offset  would  be  required 
for  photoelectric  detection  of  this  signal,  and  the  signal  would  be  relatively 
noisy.  However,  the  reflected  interference  pattern  for  a  low  finesse 
Fabry-Perot  interferometer  produces  a  more  easily  recorded  high-contrast 
sinusoidal  type  modulation  that  varies  from  maximum  to  near  zero  intensity. 

Constructive  interference  occurs  when  the  beam  reflected  from  the  back 
surface  of  the  etalon  is  in  phase  with  the  beam  reflected  from  the  front 
surface.  This  occurs^^  for  an  etalon  that  is  slightly  off  axis  when 

X  =  (nj  -  n?  sin^0)i/2 
air  mni 
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where  in  i:  the  order  of  the  etalon  (an  integer,  typically  aroond  17,000), 

>air  is  tne  lastrr  ream  wavelength  in  air,  t  is  the  cnysical  tiickness  of  tne 
etalon  (sa'e  units  as  '  jiv-),  n,  is  tne  refractive  :,f  the  etalon  at 

1  j -j  ^ ,  r-  -3  One  ’'e'ractiv-  inoex  tf  air  at  anc  -  13  tne  ancle  cet/,ee^ 

tne  las--  -ea  1  juj  t"e  nori.ai  to  tne  etalon  surface^.  '  -  -'v'-'acti/e  indites 
were  co-o^ted  ^sinc  tne  equations  in  7ef.  07. 

The  ,aiue  ’■‘or  '  was  determinea  froin  the  positions  of  tne  incident  anc 
reflectec  oeams.  Tiie  values  for  ir,  ana  t  were  obtained  by  iteratinc  in  in  tne 
following  oianner.  First,  the  interferometer  was  calibratea  uy  using  laser- 
enhanced  ionization  in  an  air-acetylene  flame  to  detect  known  spectral  lines. 
The  wavelength  region  containing  these  lines  was  scanned  while  simultaneously 
recording  the  sinusoidal  interference  pattern  (as  was  done  for  all  scans).  In 
the  sinusoidal  interference  pattern,  a  peak  of  maximum  intensity  was 
arbitrarily  assigned  the  integer  order  M  (having  as  yet  an  unknown  value). 

This  was  called  the  reference  order.  Two  of  the  spectral  lines  were  chosen, 
one  near  each  end  of  the  scan.  The  exaC'  number  (including  fraction),  Ahi, 
of  sinusoidal  cycles  from  the  reference  oroer  to-each  spectral  line,  i,  was 
measured.  For  each  spectral  line,  M  +  aMi  was  used  for  m  in  Equation  1 
since  each  cycle  corresponds  to  one  order  change.  Both  these  equations  were 
then  solved  for  t  and  the  integer  M  was  iterated  until  the  predicted  values  of 
t  for  the  two  wavelengths  were  closest  to  each  other.  Tnen  the  value  of  t  for 
the -1  irre -cTo-sest  to  the  reference  order  was  used  with  Equation  1  to  calculate 
the  wavelength  of  any  new  line.  In  the  latter  calculation,  an  iterative 
method  was  used  to  calculate  the  wavelength  because  the  refractive  indices  are 
functions  of  wavelength. 
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"ne  :'hoice  of  spectral  lines  ana  conaitions  ti  calibrate  the  laser  are 
iniportant  to  'btain  accurate  results.  Spectral  lines  should  be  chosen  wnose 
'.vavelenaths  are  accm  ately  known  and  whose  spectral  profiles  are  sy.Timetrica  1  . 
'his  avov:s  ..'“’cerc  a  i  nty  in  locating  tne  center  sf  roe  profile  ^is  the 

c-nten  .vcs  j-'es-.  s  lb  1  y  iSej  .,ne’';  che  vvavil-ncci  tas.’e'i  ..-r---;  oriii’-c’ly  u-ny'- 
aiec.  It  IS  also  i^'iDortant  avoid  optical  satiratipn,  prefilter  aosorstTon 
^ano  post'ilter  apsorption  i^  fluorescence  oetectic',  is  ..SiOy,  Amc-i  can 
unnecessari ly  broaden  and  orten  distort  the  spectral  prorile.^"  Often  a 
cofTiprp,;:!  se  S‘ust  be  'Side  between  a  li’-e  tnat  does  not  snow  sucn  distortions, 
yet  provides  a  strong  enough  signal  to  oe  useful.  The  Co  lines  at  279.708  and 
279.377  n~  were  used  to  calibrate  the  interfero;neter  because  tney  were  in  the 
wavelength  region  of  interest,  symmetrical ,  ano  not  distorted. 


RESULTS  ANO  DISCUSSION 


Optogalvanic  spectra  for  nitrogen  were  recorded  for  the  wavelength  region 
between  279.00  and  283.00  nm  in  increments  of  0.85  nm  per  scan.  The  corre¬ 
sponding  sinusoidal  interference  signal  was  simultaneously  recorded.  Figures 
2  and  3  show  these  excitation  spectra  with  approx  in. ate  wavelength  scales. 

Note  the  0.05-0.10  nin  overlap  between  consecutive  spectra.  The  spectra 
presented  here  were  not  normalized  for  laser  intensity.  Tne  average  power  of 
the  second  harmonic  output  of  the  laser  was  35  anc  .vas  maintained  within  > 

10%  of  this  value  for  all  scans. 
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[he  erj^et'er  .as  caliDrated  in  tne  -".anner  described  abov-;.  For 

eacn  recorded  sar,  the  positions  of  the  ciapor  spectral  features  .ve^e 
icccrateiy  note:  :y  ^sin:  t-'e  veroical  curse-'  :f  tne  dijitol  osci  1  loecooe. 


Crete'',  "nese  AS.'-elenoth  assic'-ents  -.vera  re- aou  1  ated  and  compared  to  peas 

->  c 

assterrents  tst  'e'ed  cv  '.'ori  Fa'pterpender  anj  de''zbe’"o'  for  optica  -i 
detected  enissicn  -rc-n  the  second  positive  system  of  nitrogen  in  a  b.v 
pressure  electrical  disenarae.  Emission  oands  corresponding  to  the  second 
positive  system  actually  range  from  :00  nm  to  SCO  nm.-'^  The  nitrogen  second 
positive  system  consists  transitiens  between  vibrational  states  in  the 
C^TTu  electronic  levels  of  nitrogen.  Tne  spectra  shO'.vn  in  Fig.  2 

include  transitions  oetween  vibrational  states  3+0  and  4+1.  The  individual 
peaks  that  make  up  the  spectra  in  Figs.  Z  and  3  represent  transitions 
originating  from  and  terminating  at  specific  rotational  states  within  the 
respective  vibrational  states. 

The  optogal/anic  excitation  spectrum  shown  in  Fig.  4  was  recorded  oetween 
280.00  and  283.35  nm  and  was  selected  for  calibration  and  wavelength  assign¬ 
ment.  The  majority  of  the  peaks  in  Fiq.  4  are  well  resolved  with  full  widtns 
at  half  maximum  of  3.336  nm  or  less.  It  is  possible  that  some  of  the  broader 
peak  profiles  -ay  be  the  result  of  distortion  due  to  overlap  with  peaks  of  the 
sa-e  or  other  card  systems.^  For  the  spectral  region  between  230.33  and 
233.85  nm,  wavelength  assignments  were  obtained  for  32  peak'.  These  peaks 

were  the  most  easily  distinguishable  and  represent  only  a  fraction  of  the  one 
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j  ''epcrtea  transitions  for  tre  S'^ectral  ronion  oet/.een  f';'!. 


anj  tn9'‘e’''o'^e ,  ~iVi  t'^ansit'ors  "ay  not  te  s:sa'",'ad  sneer  a  eiven  set 
of  p!.'.  "a  cpera:''an  conditvons.  Td.e  ^esoistrtn  'J  tne  tec'nnicse  i:  limited  by 
a  nj’noe'^  of  ‘■'actors.  Scectral  croaden'n.:  --eon  an  i  :-■*;$  *itn‘n  tre  olasma  ma  / 


oa'jse  overlao  of  adjacent  lines.  This 
.loop  le:^- ‘"ree  intermcc; ’ation  tecmicjes 
active  nitrogen  plasma.  iJarrowing  the 


^acto^'  may  oe  addressed  by  employing 
’  and  also  oy  r/orking  'n  a  loiv  pressjre 
lasen  oandwidth  may  also  improve  the 


resold  t i on . 


CCNCLUSION 

An  optogalvanic  spectroscopic  study  of  a  micro/;av0-induced  active 
nitrogen  plasma  has  been  carried  out.  Recordinns  of  portions  of  the  optogal¬ 
vanic  spectrum  of  tne  nitrogen  second  positive  system  de-nens tra te  that  several  > 

of  the  transitions  that  are  routinely  observed  in  a  nitrogen  electrical 
disenarge  by  emission  techniques  can  also  be  observed  by  lasen- induced 
ionization  of  an  active  nitrogen  plasma.  The  conspicuous  absence  of  several 

peaks  indicates  that  the  population  of  various  rotational  states  in  excited 
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electronic  "evels  of  nitrocen  vories  :et'.-.een  different  types  of  Jischarges . 
Addit’onel  deta'led  information  reoa''d"''7  tr.e  electrical  discoarre  ^sed  'n 
.  15  .voold  "•?  recuired  "'or  j  ji'^ec:  ::"Oa"''son  tet'.veen  t^at  discnar'e  arj 


Tr.e  prese'^t  .•.'cr<  provides  ■•''or-nation  concern'cc  tne  laser-'induce 

ionication  background  of  the  .active  nit^'ocen  olasma.  The  spectral  region 
chosen  for  this  study  overlaps  several  atonic  lines  comnonly  used  for  laser- 
induced  "onization  spectrometry . '-e  cetection  and  calicration  techniques 
described  here  can  easily  be  used  to  exolore  transitions  in  other  wavelength 
regions  as  well.  The  spectral  mapping  obtained  in  the  present  study  provides 
a  means  Py  which  optimum  analytical  lines  can  be  selected  or  background- 
limited  lines  can  be  avoided. 
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rABLE  I 


Peak 

Observed 

Literature* 

Lavelengtn 

■>jnDei" 

.v^velenqt'^ 

yvave  length 

difference 

(--^) 

[-■) 

(n-) 

V  ! 

c; 

;?) 

■  •  \ 

1 

) 

.-S  -  •*  ' 

'3' 

~  ^  -j  1 

(5) 

~  -\ 

23?  .327 

- ? . 203 

(7) 

(  1  \ 

"30 . 342 

Q  />, 

“  D . "4 

1  0  ] 

(9) 

330.332 

'30.393 

-0.001 

(10) 

2S0.403 

->Q  ^ 

L.  ^  J 

v'  •  J  s/ 

(11) 

230.425 

230.425 

■'  -N  ^ 

V  •  J  0 

(12) 

280.445 

230.446 

-0.001 

(13) 

230.462 

230.450 

0.002 

(14) 

230.480 

230.431 

-0.001 

(15) 

230.514 

230.510 

0.004 

(16) 

280.544 

280.544 

0.000 

(17) 

230.576 

230.563 

0.008 

(18) 

280.605 

230.503 

0.002 

(19) 

230.633 

230.627 

0.006 

(20) 

280.643 

280.639 

0.004 

(21) 

280.653 

230.662 

-0.004 

(22) 

280.676 

280.530 

-0.004 

(23) 

230.684 

230.691 

-0.007 

(24) 

280.703 

280.707 

0.001 

(25) 

230.731 

230.732 

-0.001 

(26) 

280.751 

280.746 

0.005 

(27) 

230.771 

280.776 

-0.C05 

(28) 

280.789 

280.739 

0.000 

(29) 

280.302 

280.799 

0.003 

(30) 

280.803 

280.811 

-0.003 

(31) 

280.823 

280.823 

0.000 

(32) 

280.838 

280.835 

0.003 

*  See  Ref.  25. 
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Figure  Captions 


Figure  3 


Figure  4 


Table  I 


1  a  ura 


’■.er’-.ero  net 


■vave 


an 


1 "  *1 C  3  I  7  <2  n  i  C  X  c  t  3 1  '  3 ''  3  ^  C  ^  r*  5  f  3,  r  r  C  ^  t '  C  ^  3  f  C  3  '*  3  *3  C  0  j 

:3s'''ve  system  L'et.veen  379. 03  an:  3F''.15  nm.  Oa v e  1  e - ; t ^  scales 
are  accrexirrate. 

Optogalvanic  excitation  spectra  for  portion  cf  nit-'cce'"  second 
positive  system  oet.veen  232.30  and  235.13  n.m.  Wavelengtn  scales 
are  aoprox imate. 

Cptogalvanic  excitation  spectra  recorded  between  200.30  and 
280.90  nm.  Interferometric  calioration  signal  is  also  shown. 
Wavelength  scale  is  approximate. 


Table  Caption 


Wavelength  assignments  for  selected  portion  of  nitrogen  second 
positive  system  (see  Fig.  4). 
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Direct  Laser  Ionization  in  Analytically-Useful  Flames 
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ABSTR.4CT 

Direct  laser  ionization  (DLI)  proceeds  by  resonant  excitation  of 
analyte  followed  by  photoionization  of  the  excited  state  atoms. 
Photoionization  is  accomplished  using  off-resonant  radiation  which  is 
usually  obtained  from  the  dye  laser  pumping  source.  DLI  has  been 
shown  to  enhance  ionization  yields,  relative  to  laser-enhanced 
ionization  (LEI),  in  low  temperature  atom  reservoirs  where  collisional 
ionization  is  inefficient.  In  the  present  study,  DLI  has  been 

demonstrated  in  high-temperature,  analytically-useful  flames  with 
similar  results.  DLI  detection  limits,  spectral  interferences,  and  the 
effects  of  photoionizing  laser  power  on  ionization  yield  have  been 
evaluated. 

Index  Headings;  Direct  laser  ionization.  Laser-enhanced  ionization,  Phoioionization. 


INTRODUCTION 


Photoioni/ation  of  cxcitcd-statc  analyic  atoms  often  provides  enhancement  of 
ionixation  yields,  relative  to  single-step  laser-enhanced  ionization  (LEI).  This 
process  in  a  flame  \».as  originally  referred  to  as  dual  laser  ionization  (DLl)  because 
two  lasers  were  required  (1).  The  name,  dual  laser  ionization,  is  more  historically 
significant  than  it  is  descriptive.  The  excitation  mechanisms  by  which  DLl  proceeds 
are  identical  to  excitation  schemes  for  resonance  ionization  spectroscopy  (RIS)  (2) 
and  as  such,  arc  not  limited  to  a  two  laser  experiment.  The  term  DLl,  meaning  direct 
laser  ionization,  is  retained  here  to  distinguish  between  resonance  ionization  in 
atmospheric  pressure  atom  reservoirs  and  the  typical  RIS  experiment  which  is 
carried  out  in  a  low  pressure,  low  temperature  atom  reservoir  such  as  the  source  of  a 
mass  spectrometer.  This  usage  also  preserves  the  historical  identification. 

DLl  and  LEI  may  be  viewed  as  complementary  techniques  and  arc  similar  in 
their  implementation  and  methodology.  In  DLl,  as  in  LEI,  a  dye  laser  is  tuned  to  a 
resonant  transition  of  the  analyte,  resulting  in  the  population  of  an  excited  state.  LEI 
proceeds  via  collisional  ionization  of  analyte  atoms  from  the  excited  state.  In  DLl,  a 
second  non-rcsonani  laser  beam  photoionizes  the  analyte  atoms  from  the  bound 
excited  state.  The  two  beams  are  made  spatially  and  temporally  coincident  in  the  atom 
reservoir.  Although  collisional  ionization  always  occurs  to  some  extent  in  most  atom 

reservoirs,  the  contribution  of  photoionization  to  the  total  ionization  signal  is 
greatest  when  collisional  processes  alone  produce  low  ionization  yields.  The 
photoionizing  radiation  can,  in  many  cases,  be  obtained  from  the  same  laser  that 
pumps  the  dye  laser,  reducing  instrumental  requirements. 


The  feasibility  of  DLI  has  been  demonstrated  in  both  flames  (1.3,4)  and  in 
plasmas  (5,6).  Flame  temperature  determinations  based  on  DLI  measurements  have 

also  been  reported  (7).  In  addition,  a  DLI  approach  has  been  used  to  enhance  ion 
production  in  association  \sith  diaenoNtic  measurements  carried  out  in  an  air- 

acets  Icno  flame  (8)  and  in  an  inductively-coupled  plasma  (ICP)  (9).  Direct  laser 
ioni/ation  may  provide  enhancements  of  two  to  three  orders-of-magnitude  in 

ionization  yield  in  flames,  relative  to  the  LEI  approach  (4).  DLI  enhancements  of 

otherwise  low  ionization  yields  arc  maximized  when  the  energy  overshoot  of  the 

photoionizing  laser,  into  the  electronic  continuum,  is  minimized  (4).  This  is  best 
accomplished  when  the  wavelength  of  the  photoionizing  laser  is  well  matched  to  the 
energy  defect  between  the  analyte  excited  state  and  the  ionization  potential.  The  DLI 

signal  can  be  increased  linearly  with  increasing  power  density  in  the  photoionizing 

beam,  and  achievement  of  unity  ionization  yields  is  feasible.  Therein  lies  the 
potential  for  improving  detection  limits  for  atomic  transitions  which  normally  have 
low  collisional  ionization  yields  and,  hence,  poor  sensitivity  by  single-step  LEI.  The 

DLI  approach  also  looks  appealing  because  low  temperature  flames  excluding 
nitrogen  may  be  used  more  effectively  (3).  Although  collisional  ionization  yields  in 
similar  flames  may  be  low,  good  DLI  detection  limits  might  be  obtained  without  the 
attendant  risk  of  electrical  interferences  that  occur  in  hotter  flames  due  to  thermal 
ionization  of  Group  1  sample  matrix  elements.  Unfortunately,  the  lower  atom 
fractions  obtained  with  low  temperature  flames  may  offset  the  benefits  of  reduced 
interferences. 

The  requirements  for  DLI  arc  similar  to  those  for  stepwise  or  two-color  LEI 
(10,11):  the  desirability  of  spatial  and  temporal  coincidence  of  laser  beams  is  shared 
by  both  techniques.  Because  the  latter  approach  proceeds  via  two  resonant  steps,  a 
high  degree  of  spectral  selectivity  is  inherent.  DLI,  using  one  resonant  step  and  one 


off-rcsonam  step,  inferior  in  terms  of  selectivity.  The  use  cf  off-resonant 
radiation  may  result  in  non-specific,  multiphoton  ionization  (MPI)  of  background 

and  sample  matrix  species.  Background  ionization  can  contribute  significantly  to  the 
noise  lesol  since  its  magnitude  varies  with  pulsc-to-pulsc  lluctuaiions  in  laser  power. 

In  this  paper,  the  results  of  a  DLl  study  using  air-acetylene  and  air-hydrogen 

flames  are  reported.  The  atomi/aiion  efficiency  of  these  flames  is  superior  to  Hames 
previously  used  for  DLI  (1, 3. 4, 7).  Thermal  ionization  of  matrix  elements  in  the  he  ter 
flames  is  correspondingly  higher  as  well  However,  the  use  of  a  water-cooled, 
immersed  cathode  has  been  shown  to  permit  complete  ionization  signal  recovery  in 
these  flames,  despite  thermal  ionization  of  matrix  elements  (12).  In  the  present 

study,  DLl  experiments  were  performed  using  tunable  dye  laser  radiation  for  the 
resonant  excitation  step  and  the  third  harmonic  (355  nm)  of  a  Nd:YAG  pump  laser  for 
the  off-resonant  photoionizing  step.  The  effects  of  photoionizing  laser  power,  spatial 
and  temporal  beam  coincidence,  and  spectral  interferences  on  DLl  are  discussed.  DLI 
detection  limits  for  strontium  and  sodium  and  a  comparison  of  DLI  vs.  LEI  signals  in 
air-acetylene  and  air-hydrogen  flames  arc  also  presented. 


EXF’ERIMENTAL  SECTION 

I-'igure  1  illustrates  the  experimental  apparatus  used  for  LEI  and  DLI 
measurements.  A  Nd:YAG  laser-pumped  dye  laser  (Quantel  International,  Santa  Clara, 
CA)  was  operated  at  a  repetition  rate  of  10  Hz  for  all  experiments.  A  fraction  of  the 
Nd.YAG  laser  3rd  harmonic  (355  nm)  was  used  for  the  photoionizing  beam.  Maximum 
laser  pulse  energy  for  photoioniz.ation  was  20  mJ.  The  pulscwidth  of  the  laser  output 
was  specified  by  the  manufacturer  to  be  6  to  8  ns.  A  water-cooled,  immersed  cathode 
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and  burner  head  anode  were  used  for  signal  detection.  The  applied  voltage  to  the 
cathode  was  -1500  A  preamplifier  and  boxcar  averager  (model  162,  Princeton 

.Applied  Research.  Princeton,  NJ)  provided  signal  processing.  The  boxcar  aperture 
dur.iiion  was  2  ■  and  the  processor  module  and  mainframe  time  constants  were 

lit  us  and  1  s.  respeciixcly.  The  boxcar  output  was  recorded  with  a  digital  oscilloscope 
(.Model  diista.  Nicolei.  .Madison,  W'l)  or  digitized  and  stored  for  later  processing  by  a 
personal  ccunputer  (model  Z-248,  Zenith,  St.  Joseph,  MI).  .All  experiments  were 
performed  with  premixed,  partially  fuel-lean  flames  supported  on  a  I -cm  diameter 
capillary  or  5-cm  slot  burner  head.  .A  telescopic  beam  expander  increased  the 
diatneter  of  the  resonant  excitation  beam  to  8  mm  while  maintaining  optical 
saturation.  The  photoionizing  beam  was  used  unfocused,  with  a  diameter  of  8  mm. 

RESULTS  AND  DISCUSSION 

Strontium  and  sodium  w'ere  chosen  as  test  elements  for  DLI  experiments 
because  resonant  transitions  of  these  elements  coupled  well  into  DLI  schemes  with 
small  energy  overshoots.  Figure  2  illustrates  the  relevant  energetics  and  possible 
pathways  for  ionization  of  strontium  and  sodium  using  laser  excitation.  Shown  in 
Fig.  2  arc  schemes  for  LEI,  DLI,  pholoionization  of  thermally-populated  states,  and 
two-photon  photoionization  of  ground-state  analyte.  Photoionization  from 
thermally-popula’cd  states  was  shown  to  be  negligible  in  comparison  to  the  other 
three  processes  and  was  not  considered  further.  The  DLI  schemes  illustrated  in  Fig.  2 
involve  the  same  resonant  excitation  steps  as  those  previously  reported  (4).  In  the 

present  work,  the  355  nm,  3.5  cV  photoionizing  beam  yields  a  slightly  lower  energy 
overshoot  than  the  shorter  wavelength  nitrogen  laser  beam  (337.1  nm,  3.68  cV)  used 


in  Ref.  4.  The  energy  overshoot  of  the  355  nm  photoionizing  beam  is  0.50  eV  for 
strontium  and  0.46  eV  for  sodium. 

Laser-Entianced  Ionization.  Laser-enhanced  ionization  measurements 
were  made  for  strontium  and  sodium  in  both  the  air-acetyicnc  and  air-hydrogen 
flames  according  to  the  e.xcitation  scheme  shown  in  Fig.  2a.  The  LEI  measurements 
were  made  by  blocking  the  photoionizing  beam  and  illuminating  the  flame  with 
resonant  radiation  only.  It  was  determined  that  the  e.xcitation  step  for  both  elements 

was  optically  saturated  by  attenuating  the  resonant  laser  beam  with  calibrated  filters 
and  observing  the  corresponding  LEI  signal.  The  resulting  plot  of  ionization  signal 
vs.  laser  power  revealed  a  distinctive  plateau  region  that  is  characteristic  of  optical 

saturation  of  the  excitation  step.  LEI  detection  limits  for  strontium  and  sodium  in  the 
respective  flames  arc  given  in  Table  1. 

Two-Photon  Ionization.  In  the  absence  of  resonant  excitation,  ionization 
signals  were  observed  for  strontium  and  sodium  due  to  illumination  with  the  355  nm 
photoionizing  beam.  Simultaneous  absorption  of  two  photons  from  the  photoionizing 
beam  at  355  nm  can  proceed,  through  a  virtual  level,  to  ionize  ground  state  analyte 
atoms.  Figure  3  is  a  plot  of  strontium  ionization  signal  vs.  percent  laser  power  using 

the  355  nm  beam  only.  This  data  indicates  that  the  ionization  signal  varies  as  the 
square  of  the  laser  power,  suggesting  that  a  two-photon  interaction  (Fig.  2d) 

predominates  over  thermally-assisted  photoionization  (Fig.  2c).  When  both  resonant 
radiation  and  UV  photoionizing  radiation  are  used  (Fig.  2b),  as  in  DLL  resonant 

excitation  competes  with  the  two-photon  process  for  ground  state  analyte  atoms.  The 
resonant  pathway  to  ionization  is  preferable  for  analytical  work,  because  of  its 

inherent  spectral  selectivity.  The  probability  of  absorption  of  an  off-resonant 

photon  is  much  lower  than  that  for  resonant  absorption.  However,  the  lower 
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probability  for  two-photon  absorption  may  be  offset  by  the  high  power  in  the 

photoionizing  beam. 

Effect  of  Photoionizing  Beam  Power  on  DLI  Signals.  Optical  saturation 
of  the  DLI  resonant  excitation  step  was  confirmed  for  both  strontium  and  sodium. 

The  photoionizing  step  itself  i.s  not  optically  saturable  in  the  traditional  sense,  since 
it  docs  not  involve  a  resonant  transition.  In  addition,  the  ionization  continuum  acts 
as  a  trap  for  excited  atoms  preventing  re-population  of  the  bound  excited  state. 

Figure  4  is  a  plot  of  DLI  signal  vs.  percent  incident  laser  power  at  355  nm.  This  plot 
was  obtained  by  making  DLI  measurements  for  a  10  pg/mL  solution  of  strontium 

while  optically  saturating  the  excitation  step  (460.7  nm)  and  incrementally  adjusting 
the  power  of  the  photoionizing  beam.  Blank  measurements  were  subtracted  at  each 

power  level.  The  signal  vs.  power  plot  shows  mostly  linear  character  which  suggests 
that  the  DLI  mechanism,  resonant  excitation  followed  by  photoionization  (Fig.  2b),  is 

the  predominant  pathway  to  ion  production  under  these  conditions.  However,  at  the 

highest  power  levels  some  nonlinearity  indicates  a  possible  two-photon  ionization 
contribution  to  the  total  signal.  It  may  not  be  possible  to  separate  the  contribution  of 
two-photon  ionization  from  the  total  signal,  but  this  study  of  DLI  signal  vs. 

photoionizing  beam  power  confirms  its  existence. 

Temporal  Coincidence  of  Resonant  and  Photoionizing  Laser  Beams. 
Stepwise  laser  excitation  requires  that  photons  of  the  overlapped  beams  are 
temporally  coincident  at  their  intersection  in  the  flame.  The  second-step  photon 
may  be  delayed  slightly,  depending  on  the  lifetime  of  the  excited  state  populated  by 

the  first  photon  (13).  Laser  radiation  used  in  the  DLI  experiments  reported  here  is 

derived  from  both  pump  and  dye  laser  outputs.  Consequently,  radiation  from  the  two 

lasers  may  not  be  temporally  coincident  at  the  intersection  of  the  two  beams.  For 
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lasers  with  ns  pulscwidihs,  the  temporal  coincidence  of  the  two  beams  in  the  flame 
can  he  conveniently  manipulated  by  adjusting  the  optical  path  length  of  one  beam 
with  respect  to  the  other.  In  the  work  reported  here,  the  arrival  of  the  UV  photons 
was  delayed  optically  as  shown  in  Fig.  1.  By  adjusting  the  optical  delay  of  the 
photoioni/.ing  beam  and  observing  the  magnitude  of  the  DLI  signal,  the  existence  of 
an  optimum  dc!a\'  v'.as  established.  However,  DLI  signals  obtained  at  optimum  delas'  of 
the  photoionizing  beam  were  only  twice  as  large  as  those  obtained  at  non-optimum 
delays.  This  suggests  that  significant  temporal  overlap  exists  between  the  two  la.ser 

beams  with  respect  to  coupling  of  the  excitation  step  to  the  photoionization  step  for 
the  configuration  used.  In  fact,  the  largest  DLI  signals  by  far  were  obtained  when 
the  delay  line  was  eliminated  and  transmission  power  losses  in  the  photoionizing 
beam  were  minimized. 

Spatial  Coincidence  of  Resonant  and  Photoionizing  Laser  Beams.  In 
DLI  or  any  multistep  excitation  scheme,  only  the  volume  of  analyte  atoms  intersected 
by  all  radiation  sources  will  experience  the  effects  of  the  combined  interaction  of  the 
various  beams.  Since  it  may  be  advantageous  to  optimize  the  diameter  of  the  resonant 
excitation  beam  under  optical  saturation  conditions,  it  becomes  necessary  to  match 
the  beam  diameter  of  the  photoionizing  beam  to  that  of  the  resonant  beam.  This  is 
important  because  any  photoionizing  radiation  that  does  not  coincide  with  resonant 
radiation  will  not  contribute  to  the  DLI  signal  but  will  induce  additional  background 
ionization.  In  the  present  study,  the  two  8-mm  diameter  laser  beams  intersected  in 
the  flame  at  an  angle  of  approximately  20  degrees.  This  arrangement  facilitated  the 
maximum  overlap  of  the  two  beams.  The  positions  of  the  two  beams  were  carefully 
adjusted  while  the  DLI  signal  for  strontium  was  monitored. 
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During  the  process  of  aligning  the  two  laser  beams  in  the  flame,  an  ionization 
signal  was  observed  for  strontium  and  sodium,  respectively,  even  when  there  was  no 
overlap  between  the  two  beams.  The  total  ionization  signal  produced  by  the  two  non- 
coincident  beams  was  significantly  larger  than  the  sum  of  the  ionization  signals 
recorded  separately  for  460.7  nm  (or  589  nrn)  and  355  um  excitation.  This 
unaccounted  for  signal  was  observed  when  the  two  beams  were  vertically  displaced 

from  each  other  in  the  flame  by  as  much  as  3  cm,  and  occurred  regardless  of  which 

beam  was  positioned  nearest  the  cathode. 

It  was  experimentally  confirmed  that  the  total  ionization  current  should  equal 
ilic  sum  of  separately-generated  ionization  signals  by  splitting  the  355  nm  beam 
equally  and  directing  the  separated  beams  into  a  flame.  The  total  ionization  signal 
recorded  for  irradiation  with  both  355  nm  beams  simultaneously  was  equal  to  the  sum 
of  the  ionization  signals  recorded  separately  for  the  two  beams.  A  similar 
experiment,  splitting  the  460.7  nm  beam,  resulted  in  an  identical  result  although  this 
produced  LEI  rather  than  photoionization  signals. 

Although  the  unaccounted  for  signal  was  first  observed  with  a  capillary 
burner  head  and  an  air-acetylene  flame,  further  investigations  were  conducted  with 
the  slot  burner  head  with  an  air-hydrogen  flame  to  eliminate  the  signal  dependence 
on  differences  in  atom  fractions  and  collecting  fields  at  different  heights  in  the 

flame  and  to  reduce  the  possibility  of  electrical  interferences.  The  two  laser  beams 
were  separated  laterally  by  2  cm  and  positioned  at  the  same  height  in  the  flame  near 

the  surface  of  the  same  water-cooled  electrode,  aligned  along  the  length  of  the  slot. 

Fig.  5a  illustrates  the  illumination  geometry  of  the  slot  burner-supported  flame.  The 
results  for  an  experiment  recording  strontium  ionization  signals  for  the  non¬ 
coincident  beams,  alternately  blocking  one  of  the  beams  and  illuminating  the  flame 
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with  both  beams  are  shown  in  Fig.  5b.  The  total  ionization  signal  obtained  when  both 
beams  were  used  is  greater  than  the  sum  of  the  signals  arising  from  illumination  by 
individual  beams. 

Reversing  the  position  of  the  beams  in  the  capillary  burner  eliminated  the 
pos.sibilily  that  atoms  excited  by  460.7  nm  radiation  were  being  ionized  by  the  355  nm 
beam  higher  in  the  fiamc.  Observation  of  the  unaccounted  for  signal  with  a  460.7 
and  a  355  nm  beam  in  the  side-by-side  configuration  corroborated  this  finding. 

The  possibility  that  strontium  resonance  atomic  fluorescence,  excited  by  460.7 
nm  radiation,  was  responsible  for  exciting  strontium  atoms  residing  in  the  355  nm 
beam  volume  was  also  considered.  The  excited  strontium  atoms  would  then  be 
photoionized.  A  ceramic  plate  was  inserted  into  the  air-hydrogen  flame  to  act  as  a 
barrier  to  create  two  regions  of  the  flame  which  were  separately  illuminated  by  the 
460.7  and  355  nm  beams.  The  ceramic  plate  blocked  any  resonance  fluorescence 
traversing  the  flame  and  did  not  appear  to  perturb  the  flame  greatly.  Ionization 
signals  were  recorded  for  illumination  by  the  individual  beams  and  for  simultaneous 
illumination  by  both  beams.  The  total  signal  recorded  for  simultaneous  illumination 
by  both  beams  was  again  greater  than  the  sum  of  the  individual  signals.  The  total 
signal  was,  however,  smaller  than  that  observed  without  the  ceramic  plate  in  the 
flame.  These  results  suggested  that  since  fluorescence  was  effectively  eliminated  as 
an  optical  pathway  for  energy  transfer  within  the  flame,  it  was  not  responsible  for 
the  anomalous  signals  resulting  from  excitation  by  non-coincident  beams.  At 
present,  the  origin  of  the  anomalous  signals  is  not  understood.  We  are  currently 
planning  experiments  to  further  study  this  phenomenon. 
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Spectral  interferences.  The  use  of  a  UV  laser  beam  lo  enhance  analyte 
ionization  yields  carries  with  it  the  risk  of  non-specific,  multiphoton  ionization  of 
background  and  matrix  species.  Similar  interferences  have  been  observed  in  the 

present  study  and  are  most  serious  at  high  laser  powers  as  indicated  by  the  second- 
order  power  dependence  of  the  signals.  Two-photon  photoionization  by  the  355  nm 
beam  was  observed  for  calcium,  lithium,  and  sodium  as  well  as  strontium.  The 
relative  signal  strengths  for  these  easily-ionized  elements  and  the  interference 
effects  of  calcium  on  measurements  of  strontium  ionization  signals  in  the  air- 
hydrogen  flame  are  summarized  in  Tables  II  and  111.  Additional  signal  from 

photoionization  of  calcium  caused  a  significant  positive  interference  for  DLI  of 
strontium.  Multiphoion-induccd  ionization  of  both  water  and  flame  species  was  also 

observed  for  both  the  air-acetylene  and  air-hydrogen  flames. 

Since  the  optimum  region  of  the  flame  for  illumination  is  adjacent  to  the 
immersed  cathode  where  the  collecting  field  is  strongest,  it  is  advantageous  to 
position  both  beams  as  close  to  the  cathode  as  possible.  When  a  UV  photoionizing 
laser  is  used,  photoelectric  emission  due  to  inadvertent  illumination  of  the  metal 
cathode  may  be  a  source  of  noise  but  it  can  be  minimized  by  careful  alignment. 

Detection  Limits.  Detection  limits  for  DLI  measurements  were  extrapolated 
from  calibration  curves  with  slopes  of  one  and  defined  as  the  concentration  of 
analyte  which  would  produce  a  signal  equal  to  three  times  the  standard  deviation  of 
the  blank  signal.  The  detection  limits  obtained  by  DLI  for  the  test  elements, 
strontium  and  sodium,  are  listed  in  Tabic  I  for  both  air-acetylene  and  air-hydrogen 
flames,  along  with  the  corresponding  LEI  detection  limits  which  were  calculated  in 

the  same  manner.  Also  shown  are  the  DLI  enhancements  of  the  ionization  yield, 
which  represent  the  DLI  to  LEI  signal  ratios.  The  DLI  detection  limits  in  Table  I  arc 


measurements  made  with  maximum  photoionizing  laser  power,  which  produced  the 
largest  enhancement  of  the  ionization  signal.  The  LEI  and  DLl  detection  limits 
reported  here  were  obtained  with  10  Hz  laser  repetition  rate  in  flames  supported  on  a 
1-cm  diameter  capillary  burner.  Consequently,  these  detection  limits  arc  inferior  to 
LEI  detection  limns  reported  in  the  literature  obtained  with  higher  repetition  rate 
lasers  in  flames  supported  on  longer  path  length  slot  burners.  The  capillary  burner 

was  used  in  the  present  ease  to  facilitate  maximum  overlap  of  the  two  laser  beams  in 
the  name. 

The  largest  DLl  enhancements  (Table  1)  were  observed  for  strontium,  in  both 
the  air-acetylene  and  air-hydrogen  Oames.  In  the  air-acetylene  name,  higher 
temperatures  (ca.  2450  K)  result  in  higher  rates  of  coHisional  ionization  for 
strontium  than  in  the  cooler  (ca.  2300  K)  air-hydrogen  name.  Therefore,  collisional 
ionization  in  the  air-acctylcne  Hamc  makes  a  greater  contribution  to  the  total  signal 

under  DLl  conditions,  leading  to  a  lower  DLl  enhancement.  Collisional  ionization  of 
the  strontium  5p  level  is  far  from  complete  in  either  name  as  evidenced  by  the 
strontium  LEl  detection  limits.  This  is  due  to  the  large  3.00  eV  energy  defect  between 

the  strontium  5p  lev'  and  'he  5.69  cV  ionization  potential.  Collisional  ionization 

from  the  sodium  3p  level  was  equally  limited  due  to  the  3.04  eV  energy  defect  between 
this  level  and  the  5.14  eV  ionization  potential  of  sodium.  However,  only  a  factor  of 

two  DLl  enhancement  for  sodium  was  observed  in  either  name. 

The  DLl  improvements  in  detection  limit  in  the  present  study  for  strontium, 

relative  to  LEI,  are  less  than  one  might  expect  considering  the  relative  increase  in 

ionization  yield  afforded  by  DLL  However,  increases  in  the  background  noise  due  to 
the  addition  of  a  high-power  photoionizing  beam  negate,  to  some  extent,  the 
advantage  of  increased  ionization  yield.  Also,  since  the  magnitude  of  the  DLl 
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enhancement  is  highly  dependent  on  laser  power,  the  enhancements  obtained  may 
not  be  reproducible  on  a  day-to-day  basis,  and  may  require  normalization  to 
compensate  for  long-term  drift  in  laser  output. 

CONCLUSIONS 

The  feasibility  of  DLl  in  analytically-usefui  flames  has  been  demonstrated. 

Although  the  flames  used  here  generally  provide  adequate  collisional  ionization  for 
LEI,  the  use  of  atomic  transitions  that  exhibit  large  energy  defects  lowers  ionization 
yields.  The  addition  of  a  high-power  photoionizing  beam  with  a  minimum  energy 
overshoot  allowed  large  enhancement  of  ionization  yields  for  strontium,  relative  to 
LEI  excitation.  Detection  limits  obtained  with  DLI  for  strontium  were  superior  to  LEI 
detection  limits  obtained  with  the  same  instrumentation.  The  DLl  detection  limits 
reported  here  and  elsewhere,  are  inferior  to  those  reported  in  the  literature  for  two- 
step  LEI.  DLI  enhancement  of  sodium  ionization  yields  in  either  flame  was  less  than 
anticipated.  A  DLI  enhancement  of  100  was  previously  reponed  for  sodium  in  a 
hydrogen-oxygen-argon  flame  (4).  It  is  likely  that  collisional  ionization  yields  for 
sodium  were  extremely  low  in  that  relatively  cool  (ca.  1800  K),  nitrogen-excluding 
flame  thus  allowing  considerable  DLI  enhancement.  In  the  air-hydrogen  and  air- 
acetylcne  flames  used  in  the  present  study,  collisional  ionization  of  the  sodium  3p 
level  was  undoubtedly  more  efficient,  yet  incomplete.  Similar  DLl  enhancement  of 
sodium  ionization  in  both  flames  suggests  that  collisional  ionization  of  excited  state 
sodium  atoms  in  both  flames  proceeds  to  a  similar  degree.  The  large  difference 
between  DLI  enhancements  of  strontium  and  sodium  obtained  under  similar 
conditions  (optically  saturated  excitation  step,  large  energy  defect,  similar 
photoionizing  energy  overshoot)  may  be  attributed  in  part  to  differences  in  the 


collisional  ionization  kinetics  of  the  two  elements  as  well  as  differences  in 
photoionization  cross-section.  It  has  been  suggested  that  autoionizing  levels  may 
also  play  a  decisive  role  in  determining  photoionization  yields  (8).  Autoionizing 
levels  may  bo  most  dense  just  above  the  ionization  limit,  hence,  the  advantage  in 
minimizing  photoionizing  energy  overshoot.  However,  the  greatest  enhancement  of 
ionization  yield  occurs  when  resonance  is  achieved  with  an  autoionizing  level.  This 

may  have  been  the  case  with  strontium  in  the  present  study.  Autoionization  may 
have  been  responsible  for  the  large  sodium  DLI  enhancement  reported  in  Ref.  4  as 
well. 


Further  optimization  of  burner  and  illumination  geometry  may  result  in 
higher  sensitivity  for  DLI.  Increasing  the  power  density  of  the  photoionizing  beam 
could  produce  larger  DLI  enhancements,  but  will  likely  result  in  larger  background 
signals.  Although  background  signals  can  be  accounted  for  by  a  simple  blank 
subtraction  or  by  scanning  the  excitation  laser  off-line,  the  nOiSe  contribution  from 
these  background  signals  remain,  and  degrade  DLI  sensitivity. 

The  performance  of  DLI  also  may  be  improved  by  optimizing  the  wavelength 
of  the  photoionizing  laser  to  reduce  the  energy  overshoot  to  zero,  thereby  increasing 
the  photoionization  yield.  However,  when  two  tunable  dye  lasers  are  available,  it  is 
preferable  to  perform  two-step  selective  excitation  of  the  analyte  to  high-lying 
atomic  levels  where  the  ionization  yield  approaches  unity.  The  benefits  of  high 

sensitivity  and  the  improved  selectivity  of  two-step  LEI  outweigh  the  simplicity 
advantage  and  the  potential  for  increased  signal  using  the  DLI  approach. 
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Table  I.  Detection  Limits  for  Laser-Induced  Ionization  of  Strontium  and  Sodium 
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Dcicclion  Limits 

(ne/ml,') 

Flame 

E 1  e  m  e  n  i 

LEI 

DLl 

DEI  Signal 

E  n  h  a  n  c  e  m  c  n  i 

a  i  r  -  h  y  d  r  0  g  c  n 

S  r 

0.03 

1  34 

Nd 

0.8 

0.5 

air-ace tylcnc 

S  r 

1 

0.02 

78 

N 

0.6 

0.3 

2 
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Table  II.  Comparison  of  Ionization  Signals  for  355  nm  Excitation  in  an 
Air- Hydrogen  Flame. 


E 1  c  ni  0  n  t 

Conccniraiinn 

Relative  Signal 

S  r 

10  pg/m  L 

8.4 

Ca 

10 

7.3 

Li 

10 

1.7 

Na 

10 

1.0 

Tabic  III.  Calcium  Ionization  Interferences  with  LEI  and  DLI  of 
Strontium  in  an  Air-Hydroj;en  Flame. 
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Figure  Captions 

Fig.  1.  Schematic  diagram  of  DLI  instrumentation.  Telescopic  beam  expander 
has  been  omit  ter. 

Fig.  2.  Energy  level  diagram  for  excitation  and  ionization  of  strontium  and 

sodi:  m.  a)  LEI:  b)  DLI;  c)  Thermally-assisted  photoionization;  and  d)  Two- 
photon  photoionization  of  ground-state  analyte. 

Fig.  3.  Effect  of  phoioionizing  laser  power  on  strontium  ionization  signal. 

Fig.  4.  Effect  of  photoionizing  laser  power  on  strontium  DLI  signal. 

Fig.  5.  (a)  Illumination  geometry  of  slot  burner-supported  flame,  (b)  ionization 

signals  for  40  ng/niL  strontium  in  an  air-hydrogen  flame  using 
configuration  (a). 
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LASER  POWER  DEPENDENCY  OF  RESONANCE  IONIZATION  IN  FLAMES 


M.D,  Sch/.cr  and  R.B,  Green 

Cheniis[r\  Division,  Research  Dcpariment 

Naval  Weapons  Cemer,  China  Lake,  CA  93555 

ABSTRACT 

Resonant  two-photon  ionization  competes  with  laser-enhanced  collisional 
ionization  (LEI)  in  flames  to  ionize  analyte  atoms.  The  predominance  of  either 
mechanism  for  a  given  element  depends  on  the  excitation  scheme  as  well  as  the  level 
of  irradiancc.  Optical  saturation  of  the  resonant  transition  through  which  the  two- 
photon  mechanism  proceeds  precludes  observation  of  a  second  order  dependence  of 
ionization  signal  on  laser  power.  The  laser  power  dependency  of  resonant  two- 
photon  ionization  for  a  scries  of  elements  is  examined  and  results  of  diagnostic  value 
regarding  the  probable  ionization  mechanisms  arc  obtained. 


Index  Headings;  Resonance  ionization.  Laser-enhanced  ionization.  Photoionization. 


LASER  POWER  DEPENDENCY  OF  RESONANCE  IONIZATION  IN  FLAMES 


INTRODLCriON 


This  paper  e\a, 'nines  the  ijcp'ndcncc  of  resonance  ioni/aiion  in  flames  on 

incident  laser  power.  The  basis  for  resonance  ionization  spectroscopy  (RIS)  (1)  is  the 

absorption  of  two  or  more  photons  with  at  least  one  in  resonance,  providing 

sufficient  c  ergy  to  directly  ionize  analyte  atoms.  In  the  simplest  case,  this  can  be 
accomplished  using  two  photons  of  equal  wavelength  from  a  single  laser  source, 
given  that  the  photon  energy  exceeds  one-half  the  value  of  the  atom's  ionization 
potential.  Proportional  counters  or  pulsed  ionization  chambers  arc  generally  used  as 
detectors  in  RIS.  RIS  techniques  involve  direct  photoionization,  rather  than 
collisional  ionization  processes  because  the  latter  are  relatively  infrequent  in  the 
low  temperature,  low  pressure  environment  in  which  RIS  is  carried  out.  In  RIS 

techniques,  highly  focussed  laser  beams  arc  typically  used  to  produce  the  large 

power  densities  required  to  saturate  the  ionization  process.  Resonant  two-photon 
ionization  mechanisms  have  been  demonstrated  for  approximately  fifty  elements 
using  a  single  laser  for  resonance  ionization  mass  spectrometry  (RIMS)  (2). 

Resonance  ionization  schemes  have  been  carried  out  in  flame  atom  reservoirs  as 
well,  but  have  been  more  commonly  referred  to  as  direct  or  dual  laser  ionization 
(DLI)  (3,4). 


In  flames,  collisional  ionization  of  analyte  atoms  always  occurs  to  some  extent 
whether  or  not  laser  excitation  is  present.  In  lascr-cnhanccd  ionization  (LEI)  in 
flames  and  in  other  atom  reservoirs  (5),  resonant  photons  from  one  or  two  lasers  arc 
used  to  enhance  the  rate  of  collisional  ionization  of  analyte  atoms.  LEI  and  DLI  arc 


complcmeniary  techniques  and  are  delected  by  measuring  the  electrical  impedance 
changes  that  occur  in  response  to  the  laser-induced  formation  of  ion-electron  pairs 
in  the  atom  reservoir.  In  LEI,  the  rate  of  collisional  ionization  is  greatest  u’hcn  the 
encrc_\  dei'cci  (Figure  li,  or  difference  in  energy  between  the  lascr-piipulatcd 
e.xcitcd  Slate  and  the  ionization  limit,  is  minimized.  When  a  large  cncrg_\  defect  exists 
hetucen  the  laser-populated  excited  state  and  the  ionization  potential,  the  probabilits- 
of  collisional  ionization,  following  the  absorption  of  a  single  photon,  may  be 
extremely  low  and  absorption  of  a  second  identical  photon  to  directly  photoioniz.c 
analyte  atoms  (i.e.,  DLI)  may  compete  with  collisional  processes  to  ionize  analyte 

atoms.  At  the  relatively  low  levels  of  spectral  irradiance  commonly  used  for  LEI 

spectrometry,  the  collisional  pathway  is  often  more  probable  due  to  the  low 
photoionization  cross-section  for  excited  slate  atoms.  At  higher  levels  of  irradiance, 
the  low  probability  for  absorption  of  a  second  photon  may  be  offset  by  the  increased 
irradiance  and  the  resonant  two-photon  mechanism  may  predominate  (6).  The  result 
will  often  be  a  substantial  increase  in  ionization  yield. 

The  probability  or  cross-section  for  resonant  two-photon  ionization  is 
determined  in  part  by  the  degree  of  energy  overshoot  (Fig.  1)  of  the  second  photon 
into  the  ionization  continuum  (7).  Resonant  two-photon  ionization  schemes  with 
small  energy  overshoots  are  more  favorable  and  should  contribute  significantly  to 

the  total  ionization  signal  even  at  low  levels  of  irradiance.  Auloionizing  levels  may 
also  play  an  important  role  (8,9) 

Many  resonant  atomic  transitions  can  be  optically  saturated  with  moderate 

laser  power  (10).  When  the  resonant  transition  is  optically  saturated,  the  absorption 
coefficient  for  that  transition  approaches  zero  and  there  is  no  net  increase  in  the 
population  of  the  upper  level  due  to  additional  incident  photons.  Consequently,  there 
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is  no  net  increase  in  the  rate  of  lascr-in ’need  collisional  ionization  with  increasing 
irradiance.  The  onset  of  optical  saturation  is  typified  by  less  than  linear  power 

dependence  of  the  ionization  signal.  Beyond  the  saturation  threshold,  the  slope  of 
the  loni/aiion  signal  vs.  irradiance  plot  rapidly  approaches  zero. 

Resonant  iwo-phoion  ionization  generally  requires  levels  of  laser  irradiance 
that  e.v^eed  the  saturation  thresholds  of  the  resonant  transitions  through  which  it 
proceeds.  Therefore,  resonant  two-photon  ionization  in  flames  may  not  be  apparent 
until  after  the  first  resonant  absorption  transition  is  far  into  optical  saturation.  Two- 
photon  mechanisms  are  characterized  by  slopes  of  two  on  log-log  plots  of  ionization 
signal  vs.  laser  power  due  to  the  second  order  power  dependence  of  the  signal. 
However,  when  those  mechanisms  proceed  through  resonant  transitions  that  are 
optically  saturated,  the  rate  of  excitation  by  the  first  resonant  photon  is  independent 
of  laser  irradiance  and  absorption  of  the  second  photon  becomes  the  rate-limiting 
step  (2).  Consequently,  second  order  power  dependence  is  not  observed,  despite  the 
existence  of  a  two-photon  pathway  to  ionization.  Subsequent  increases  in  laser 
power  may  result  in  only  linear  increases  in  ionization  yield. 

Optical  saturation  docs  not  occur  for  some  resonant  transitions  at  the  low 
levels  of  laser  irradiance  commonly  used  in  analytical  work.  However,  optical 
saturation  is  not  a  prerequisite  for  resonant  two-photon  ionization.  It  is  possible, 
therefore,  that  resonant  two-photon  ionization  for  some  elements  in  flames  will  be 
evident  at  levels  of  irradiance  that  arc  lower  than  those  required  to  optically  saturate 
the  resonant  transition.  If  the  resonant  transition  is  not  optically  saturated, 
ionization  should  increase  linearly  with  laser  power  as  long  as  first-order  laser- 
induced  collisional  ionization  is  predominant.  At  sufficiently  high  laser  power,  the 
rate  of  resonant  two-photon  ionization  overtakes  that  of  the  competing  collisional 


mechanism.  In  the  absence  of  optical  saturation  of  the  resonant  step,  a  second-order 
pov'.er  dependence  should  then  be  evident  for  the  two-photon  process.  Over  this 
ranee,  a  loe-loe  plot  of  ioni/ation  sienal  vs.  laser  power  should  yield  a  slope  of  tuo. 

Reson.ini  two-photon  ioni/ation  in  flames  allows  increased  ionization  ;.ields 
relative  to  one-^tc[i  LEI  excitation  but  eencralls  requires  higher  laser  power  levels 
than  those  t\pieall>'  used  for  conventional  flame  LEI.  The  predominance  of  either  of 
two  competing  mechanisms  for  ionization  depends  strongly  on  factors  that  directly 
influence  the  relative  probability  of  those  processes  for  given  atomic  transitions. 

The  present  paper  illustrates  several  examples  of  the  relationship  between  resonant 
two-photon  ioni/ation,  laser-induced  collisional  ionization,  laser  power,  and  the 
ability  to  optically  saturate  the  resonant  transition.  The  effects  of  energy  defect  and 
energy  overshoot  in  determining  the  dominant  pathway  to  ionization  are 
emphasized . 


EXPERIMENTAL  SECTION 


The  instrumentation  used  for  the  present  study  is  similar  to  that  described  in 
ref.  4.  A  Nd:YAG  laser-pumped  dye  laser  (Quantcl  International.  Santa  Clara,  CA)  with 
frequency  doubling  and  mixing  capability  was  operated  at  a  repetition  rate  of  10  Hz. 
Rhodaminc  590  and  a  mixture  of  rhodaminc  590  and  rhodaminc  610  laser  dyes 
(Exciton,  Dayton,  OH)  were  used  to  generate  fundamental  radiation  over  a  wavelength 
range  of  550  to  595  nm.  The  fundamental  output  was  either  used  unaltered, 
frequency  doubled,  or  mixed  with  the  Nd:YAG  fundamental  (1064  nm)  to  generate  the 
excitation  wavelengths.  The  laser  pulsewidth  and  spectral  bandwidth  were  specified 
by  the  manufacturer  to  be  6-8  ns  and  0.003  nm.  respectively.  Incident  laser  power 


was  conirollcd  using  two  variable  laser  attenuators  (model  935-5,  Newport,  Fountain 
\’alley,  CA)  in  scries.  Laser  power  was  monitored  by  illuminating  a  fast  photodiode 

wiili  a  fraelion  of  the  laser  beam  and  observing  the  output  of  the  photodiode  with  an 
oscilloscope.  A  1-cm  diameter  capillary  burner  supported  an  air-hydrogen  flame  in 
all  experuncn'.s,  .‘\  30t)  mm  focal  length  lens  was  used  to  partially  focus  the  laser 
Iseain  in  the  flame  to  an  appro.ximate  spot  size  of  1  mm.  This  arrangement  was  chosen 
to  insure  homogeneous  irradiance  of  the  Hame  tlirough  the  entire  volume 
intersected  by  the  laser  beam.  Tighter  focussing  of  the  laser  beam  results  in 
localized  effects  which  may  not  reflect  the  true  laser  power  dependency  (11). 

Ionization  was  detected  using  a  water-cooled,  immersed  cathode,  biased  at  -1500  V,  and 

the  burner  head  as  the  anode.  Signals  collected  at  the  anode  were  preamplified  and 
fed  to  a  bo.xcar  averager  (model  162,  Princeton  Applied  Research,  Princeton,  NJ).  The 
boxcar  aperture  duration  and  integrator  lime  constant  were  2  and  10  ps,  respectively. 

The  boxcar  output  was  displayed  on  a  digital  oscilloscope  (model  4094,  Nicolet, 

Madison,  Wl),  digitized  and  stored  on  a  personal  computer  (model  Z-248,  Zenith,  St. 
Joseph,  MI)  for  processing  and  display. 


RESULTS  AND  DISCUSSION 


For  the  scries  of  test  elements  used  in  the  present  work,  sample  solutions  of  1 
to  10  pg,/:iL  were  aspirated  into  the  air-hydrogen  flame.  The  air-hydrogen  flame 

was  chosen  as  an  alternative  to  the  air-acetylene  flame  which  generates 
considerable  background  due  to  multiphoton  ionization  of  hydrocarbon  species.  The 
wavelength  of  the  dye  laser  was  optimized  prior  to  each  experiment  by  tuning  the 
unfocussed  laser  beam  to  a  particular  atomic  transition  using  the  lowest  possible 


/ 


irradiancc  to  avoid  saturation  broadening  and  subsequent  distortion  of  the  line 
profile  (12).  Transitions  were  selected  for  the  various  test  elements  that  satisfied  the 
rcquireir  enis  for  resonant  two-photon  ionization,  i.e..  the  combined  energy  of  two 
p!ioton>  nuisi  be  sufficient  to  excite  the  atom  into  the  ionization  continuum.  The 
ciicrgx  diagram  in  Figure  I  illustrates  ihi.s  point.  The  test  elements,  resonant 
tr.tp.sitieim,  ir.tnsition  probabilities,  relevant  energy  levels,  energy  defects,  and 
energx  overshoots,  are  listed  in  Table  1.  To  investigate  the  laser  power  dependency 
tvf  resonant  two-photon  ionization  for  each  element,  incident  laser  power  was 
incrementally  adjusted,  and  the  ionization  signal  and  relative  power  value  were 
recorded.  Blank  signals  were  also  recorded  at  each  power  increment.  Ionization 
signals  were  sampled  for  10  seconds  (100  laser  pulses).  For  each  of  the  elements  and 
transitions  investigated,  log-log  plots  of  net  ionization  signal  vs.  laser  power  were 
constructed.  Figures  2  through  7  illustrate  the  laser  power  dependency  of  the 

ionization  signals  recorded  for  the  test  elements  listed  in  Table  1.  Laser  power  values 
on  each  log-log  plot  are  relative.  The  levels  of  irradiance  used  in  the  various 
experiments  were  similar,  up  to  120  MW/cm^  and  the  power  values  have  been 
normalized  to  the  same  log  scale.  Each  ionization  signal  plotted  in  Figures  2-7 
represents  the  average  of  100  measurements  with  an  approximately  5%  R.S.D. 

Strontium.  The  strontium  transition  at  293.2  nm  is  not  easily  saturated  at  moderate 
lasc'  powers  as  suggested  by  its  low  transition  probability  (Table  1).  The  energy 
defect  of  11,828  cm’'  is  reasonably  low  to  allow  for  adequate  collisional  ionization 
from  the  laser-populated  level  at  34,098  cm'*.  Figure  7  shows  that  the  strontium 
ionization  signal  increases  linearly  (with  a  slope  of  one)  up  to  a  distinctive  break 
point  where  the  slope  changes  abruptly  to  a  value  of  two.  This  point  represents  the 
laser  power  at  which  the  rate  of  two-photon  ionization  overtakes  that  of  single¬ 
photon  enhanced,  colli'ional  ionization.  No  optical  saturation  of  the  strontium 
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resonant  transition  at  2‘>3.2  nni  was  evident  and  therefore,  second-order  power 
dependence  uas  piesersed.  .-Xlthough  the  two-photon  energy  overshoot  for  this 
i:.i:;^:!;on  large,  a:  sufficient  laser  p'.uver.  the  two-photon  rneciianisni 
predononaiC'  .is  indiv  .ned  by  the  second  order  power  dependence  bc>ond  the  hre.ik 


St  J  i  11  ni  1  iie  se:.'i..ini  transition  at  .^oS.'  nm  originates  16. ^  cm'  abc've  the  ground 
sia'e.  I  fie  tr.msition  is  easiK  satur.ilcd  and  has  a  small  energy  defect  of  6.d01  cm'*. 
Two-photon  ioni/ation  of  sodium  using  the  3p-4d  resonant  transition  is  a  special  case 
because  the  phoion  energy  is  less  than  one-half  the  ionization  potential.  However, 
because  the  process  originates  at  a  level  that  is  16.973  cm"’  above  the  ground  state, 
two-photon  ioni/ation  is  still  possible.  Two-photon  absorption  from  an  excited  state 
may  be  generally  less  probable  than  from  the  ground  state.  However,  this  penalty  is 
compensated  for  by  the  moderate  energy  overshoot  of  10.675  cm’'.  Figure  6 
illustrates  power  dependence  of  the  ioni/ation  signal  when  sodium  is  excited  at  568.3 
nm.  li  is  assumed,  based  on  the  log-log  plot,  that  there  was  no  net  increase  in  the 
rate  of  laser-induced  collisional  ionization  beyond  the  level  of  irradiance  required  to 
opiicalK-  saturate  the  excited  state  resonant  transition  of  sodium.  After  a  brief 
saturation  plateau,  the  ionization  signal  was  observed  to  increase  linearly  (slope  of 
one)  with  laser  power.  The  post-saiatation  increase  in  ionization  signal  with  laser 
power  was  ruo.si  probably  due  to  the  absorption  of  a  second  resonant  photon  although 
die  cxjH-cicd  sccorul-ordcr  power  dependence  was  obscured  by  optical  saturation  of 
llic  first  r’-sonani  step. 

(fallium.  I  he  gallium  transition  at  294.4  nm.  is  easily  saturated  as  a  consequence  of 

its  !,!'  :’(■  transition  probability  ('1  able  1).  The  small  energy  defect  of  13.593  cm' ' 
mal  0  liiis  tr.insition  K.vorablc  for  \Ai\  work.  For  two-phdton  ioni/ation  at  294.4  nni. 


there  is  a  considerable  energy  overshoot  of  20,368  cm'*  Figure  2  is  a  log-log  plot  of 
LFl  signal  vs.  laser  power  for  gallium.  In  Figure  2,  the  .signal  is  observed  to  increase 
linear!',  with  laser  power  up  to  the  point  of  optica!  satuialion,  at  wltich  a  plateau  is 
esl'.eni.  .-\fter  a  further  inereasc  in  laser  power,  the  signal  again  increases  linear!} 

« -iepe  of  one!  with  laser  power.  .Mth.ough  the  two-photon  pathwa}-  to  ioiii/ation 
be-.>'.n;cs  predominant  after  the  resonant  transition  leading  to  collisionai  inni/.aiiim 
i'.js  been  optically  saturated,  a  second-order  power  dependence  is  not  obscr\cd.  Tliis 
bei'.avior  is  analogous  to  that  observed  for  the  optically  .saturated  sodium  transition. 

Thallium.  The  thallium  transition  at  377.6  nm  was  excited  with  radiation  obtained 
by  frequency-mixing  the  dse  laser  fundamental  with  a  fraction  of  the  Nd:YAG 
fundamental.  This  transition  is  easily  saturated  but  has  a  moderately  large  energy 
defect  of  22,786  enr  * .  The  energy  overshoot  for  two-photon  ionization,  of  3,692  cm'* 
is  the  smallest  encountered  in  the  present  study.  Figure  4  illustrates  the  laser  power 
dependency  for  ionization  of  thallium,  excited  at  377.6  nm.  The  signal  increases 
linearly  until  a  brief  saturation  plateau  is  reached.  The  signal  then  almost 

immediately  begins  to  increase  linearly  with  laser  power.  Because  of  the  large 
energy  defect,  collisionai  ionization  may  not  be  very  efficient.  The  small  energy 
overshoot  increased  the  probability  for  two-photon  ionization,  hence  its  appearance 
soon  after  the  saturation  point  of  the  resonance  transition. 

Cobalt.  The  cobalt  transition  at  292.9  nm  is  relatively  weak  (Table  1)  suggesting  that 
considerably  high  irradiance  might  be  needed  to  optically  saturate  the  transition. 

1  he  large  energy  defect  (Figure  3)  of  29,304  cm'*  is  not  conducive  to  efficient 
collisionai  ionization,  and  therefore,  this  transition  is  not  optimum  for  conventional 
l.FI  use.  However,  a  two-photon  ionization  scheme  using  the  same  resonant 
transition  results  in  a  small  overshoot  of  4,830  cm'*.  The  log-log  plot  of  iimization 
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signal  vs.  laser  power  in  Figure  3  shows  a  slope  of  two  at  low  laser  power  w'iih  some 
deviation  (slope  less  than  two)  at  higher  power.  This  suggests  that  eollisional 
loni/.atioit  loilowing  one-photon  excitation  was  not  appreciable  due  to  the  large 
energ\  deteo;  and,  therefore,  the  two-photon  mechanism  was  predominant  even  at 
low  laser  pv'wer.  The  slope  deviation  observed  at  higher  pow'crs  may  have  been  the 
rcsiih  ot  (he  onset  of  optical  saturation  of  the  resonant  transition.  .-\  nearK  five 
ordcr-of-magnitude  increase  in  ionization  signal  was  obtained  by  increasing  the 
laser  power  b\  Ic.ss  than  two  and  one-half  orders  of  magnitude. 

Thallium.  The  thallium  transition  at  291.8  nm  differs  from  the  thallium  transition 
at  377.6  nm  in  several  respects.  Although  the  former  does  not  originate  at  the 
ground  state  but  at  a  low-lying  thermally-populated  level  (see  Table  I),  it  is  a 
somewhat  stronger  transition  as  indicated  by  its  transition  probability  (Table  1).  The 

energy  defect  for  this  transition  is  7,215  cm’*,  much  smaller  and  more  optimum  for 
LEI  work  than  that  of  the  previous  thallium  transition.  The  energy  overshoot  for 
two-photon  ionization  using  this  transition  is  27,041  cm’*,  and  is  the  largest 
overshoot  encountered  in  the  present  study.  The  log-log  plot  of  LEI  signal  vs.  laser 

power  for  this  transition  is  shown  in  Figure  5.  The  ionization  signal  increases 

linearly  with  laser  power  until  optical  saturation  occurs.  Beyond  the  point  of 
saturation,  the  signal  continues  to  increase  with  a  slope  of  about  0.5.  This  is  in 
contrast  with  two-photon  behavior  observed  for  other  elements  for  which  the 

resonant  transitions  were  optically  saturated,  resulting  in  slopes  of  one  above  the 

saturation  plateau.  Considering  the  small  energy  defect,  and  large  two-photon 
energy  overshoot  associated  with  this  resonant  transition,  it  is  likely  that  eollisional 
ionization  from  the  laser-populated  level  at  42,049  cm’*  predominated  over  tw'O- 
photon  ionization  even  at  the  higher  laser  powers.  The  slope  of  0.5  above  the  onset 
of  s.iiuration  is  puzzling,  but  may  be  a  function  of  the  relative  contributions  of  the 


two  competing  ionization  mechanisms.  In  the  complete  absence  of  two-photon 
ionization,  a  slope  of  near  zero  would  be  expected  beyond  the  onset  of  saturation. 
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The  preceding  experimental  results  illustrate  that,  for  a  variety  of  atomic 
transitions,  both  laser-induced  collisional  ionization  (i.c.,  LEI)  and  resonant  two- 
photon  ionization  occur  in  flames  as  a  result  of  excitation  of  analyte  atoms  by  a 
single  laser  source.  The  resonant  two-photon  ionization  mechanism,  where 
applicable,  provides  additional  ionization  yield  in  flames,  beyond  that  which  is 
possible  with  optically-saturated,  single-step  LEI  using  the  same  resonant  transition. 
Several  examples  have  been  presented  that  illustrate  the  interaction  between  the 
competing  mechanisms  of  LEI  and  resonant  two-photon  ionization  in  flames.  Using 
these  examples  it  should  be  possible  to  qualitatively  predict  the  relative  importance 
of  collisional  and  direct  photoionization  processes.  Table  II  summarizes  the 
experimental  data  and  indicates  the  optical  saturation  status  of  ihe  resonant 
transition  and  whether  or  not  second  order  laser  power  dependence  was  observed. 

In  each  case,  the  observed  dependence  of  the  ionization  signal  on  incident  laser 
power  provided  a  means  by  which  the  ionization  mcchanism(s)  could  be 
characterized.  The  relative  probabilities  of  the  twm  mechanisms  determine  where 
along  the  ordinate  of  laser  power  they  will  occur.  For  example,  when  the  energy 
defect  between  a  laser-populated  level  and  the  ionization  continuum  was  small,  laser- 
induced  collisional  ionization  was  favored  at  low  laser  power,  and  two-photon 
ionization  was  apparent  only  at  higher  laser  powers.  However,  when  energetics 
dictated  a  low  probability  for  collisional  ionization  (large  energy  defect),  and 
conditions  for  two-photon  ionization  were  favorable  (small  energy  overshoot),  the 


latter  contributed  to  the  total  signal  even  at  low  laser  power.  Resonant  two-photon 
ioni/aiion  in  flames  appears  to  he  most  effective  where  laser-induced  collisional 
icni/.auon  is  inefficient.  Therefore,  it  is  likely  that  the  results  of  similar  experiments 
earned  out  in  the  higher  temperature  air-acctylcnc  tlamc  would  rcHcci  the  greater 
ef:ieicnc>  of  collisional  ioni/ation  in  that  flame. 

I'hc  dependence  of  ioni/.ation  yield  on  laser  pow'cr  observed  in  the  present 
study  differs  from  that  of  similar  studies  conducted  for  resonance  ionization  mass 
spectrometry.  The  absence  of  abundant  collisional  processes  providing  a  competing 
ionization  mechanism  in  RIS  and  RIMS  allows  the  two-photon  pathway  to 
predominate  throughout  the  range  of  irradiancc.  We  have  shown  that  for  resonant 
two-photon  ionization  in  flames,  the  characteristic  second-order  power  dependence 
is  not  apparent  when  the  resonant  transition  through  which  that  mechanism 
proceeds  is  optically  saturated.  Optical  saturation  of  the  resonant  transition  used  in 

RIS  or  RIMS  also  precludes  observation  of  a  second-order  power  dependence  for  the 
tw'o-photon  ionization  process  (2).  However,  the  apparent  laser  power  dependence  of 
RIS  or  RIMS  is  more  directly  determined  by  illumination  and  detection  geometries, 
and  the  true  order  of  the  quantum  processes  is  often  masked  in  those  techniques  as  it 
is  in  the  present  work.  It  is  highly  probable  that  resonance  ionization  in  flames 
suffers  losses  in  spectral  selectivity  similar  to  those  observed  in  RIS  and  RIMS  due  to 
saturation  broadening  of  the  resonant  transition.  This  is  not  as  serious  a  problem  in 
RIMS  because  of  the  elemental  selectivity  afforded  by  the  mass  spectrometer  (2).  In 
addition,  non-specific  multiphoton  ionization  of  sample  matrix  elements  and  native 
species  in  flames  may  also  degrade  spectral  selectivity,  thus,  limiting  the  analytical 
utility  of  this  approach. 


Micliaol  D. 
Fellowship  which 


1  3 


ACKNOWLEDGMENT 


Scli/cr  was  supponed  by  an  Office  of  Nasal  Technology  Postdoctoral 
was  administered  by  the  American  Society  for  Engineering 


f :  d  u  c  a  t  i  o  n . 


LITERATURE  CITED 


C  .  Hurst,  M.G.  Payne,  S.D.  Kramer,  and  J.P.  Young 
Rev.  Mod,  Phys.  51,  767  (1979) 

J.D.  Fassett,  J.C.  Travis,  L..J.  Moore,  and  F.E.  Lytle 
.■\nal.  Chem.  55,  765  (19S3) 

C..A.  van  Dijk,  F.M.  Curran,  K.C.  Lin.  and  S.R.  Crouch 
-Anan.  Chem.  53,  1275  (1981) 

M.D.  Seltzer  and  R.B.  Green 

Appl.  Spcctrosc.,  Submitted  for  publication  (1988) 

J.C.  Travis,  G.C.  Turk,  and  R.B.  Green 
Anal.  Chem.  54,  1007A  (1982) 

O.  Axner,  I.  Lindgren,  I.  Magnusson,  and  H.  Rubenszlein-Dunlop 
•Anal.  Chem.  57,  776  (1985) 

F.M.  Curran,  K.C.  Lin,  G.E.  Lcroi,  P,.M.  Hunt,  and  S.R.  Crouch 
Anal.  Chem.  55,  2382  (1983) 

P.  Eshcrick, 

Phys.  Rev.  A.  15,  1920  (1977) 


L.P.  Hart,  B.W.  Smith,  and  N.  Omcnctlo 
Spcclrochim.  Acta.  40B,  1637  (1985) 

li.H.  Picpmcicr 

S[icctrochim.  .Acta  27B.  431  (1972) 

S.  Spciscr  and  S.  Kinicl 
Chcm.  Phys.  Lett.  7,  19  (1970) 

E.H.  Picpmcicr  and  G.J.  Bccncn 
.Appl.  Spec.  36,  235  (1982) 

C.H.  Corliss  and  W.R.  Bozman  "Experimental  Transition  Probabilities  for 
Spectral  Lines  of  Seventy  Elements",  National  Bureau  of  Standards  Monograph 
53  Washington,  D.C.  1962 


1  6 


Table  1 


Relevant  Energetics  for  Resonant  Two-Photon  Ionization 


K 

Energy 

Trtinsiiion 

loniziuion 

Energy 

Energy 

ictncnt 

Exc. 

Levels 

Probability* 

Limit 

Defect 

Overshoot 

(nm) 

(cm  ■') 

(lO'^Asec) 

(cm-l) 

(cm'') 

(cnr') 

Sr 

293.2 

0-3409S 

0.055 

45926 

1 1828 

22270 

Na 

568.3 

16973-34549 

0.88 

41450 

6901 

10675 

Ga 

294.4 

826-34787 

11 

48380 

13593 

20368 

T1 

377.6 

0-26478 

1.0 

49264 

22786 

3692 

Co 

292.9 

0-34134 

0.043 

63438 

29304 

4830 

T1 

291.8 

7793-42049 

15 

49264 

7215 

27041 

*Ref.  13 
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Table  U 

Summary  of  Experimental  Results 


cment 

Resonant 

Optical 

Energy 

Energy 

Po'.ver 

Transition 

Saturation 

Defect 

Overshoot 

Dependence* 

Sr 

293.2  nm 

no 

moderate 

large 

2nd  order 

Na 

568.3  nm 

yes 

small 

moderate 

1st  order 

Ga 

294.4  nm 

yes 

moderate 

large 

1  St  order 

n 

377.6  nm 

yes 

large 

small 

1  St  order 

Co 

292.9  nm 

no 

large 

small 

2nd  order 

n 

291.8  nm 

yes 

small 

large 

1st  order** 

*Slope  of  log-log  plot 

**Slope  <  1 
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Figure  1.  Energy  diagram  illustrating  the  competing  mechanisms  of  laser- 

induced  collisional  ionization  and  resonant  two-photon  ionization. 
Photons  for  resonant  and  photoioni/ation  step  arc  of  equal  energy. 

Figure  2.  Energy  diagram  and  log-log  plot  of  strontium  ionization  signal  vs.  laser 

power  at  293.2  nm. 

Figure  3.  Energy  diagram  and  log-log  plot  of  sodium  ionization  signal  vs.  laser 

power  at  568.3  nm. 

Figure  4.  Energy  diagram  and  log-log  plot  of  gallium  ionization  signal  vs.  laser 

power  at  294.4  nm. 

Figure  5.  Energy  diagram  and  log-log  plot  of  thallium,  ionization  signal  vs.  laser 

power  at  377.6  nm. 

Figure  6.  Energy  diagram  and  log-log  plot  of  cobalt  ionization  signal  vs.  laser 
power  at  292.9  nm. 

Figure  7.  Energy  diagram  and  log-log  plot  of  thallium  ionization  signal  vs.  laser 


power  at  291.8  nm. 


"IVNOIS  NOLLVZINOI  OO"! 


LOG  LASER  POWER  AT  568.3  nm 


“IVNOIS  NOUVZINOI  OOI 


T  I  I  I  I  I  I  I  r 

lOiOlO«*l'lQ»OlOC4lO 
«  lO  ^ 


TVNOIS  NOULVZINOI  OOl 


SLOPE 


ELECTRICAL  CHARACTERISTICS  OF  MICROWAOE-INDUCED 
PLASMAS  FOR  LASER-INDUCED  IONIZATION  SPECTROMETRY 
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ABSTRACT 

The  electrical  properties  of  microwave- induced  plasmas  (MIPs), 
relevant  to  signal  detection  of  laser — induced  ionization,  have 
been  investigated.  DC  current  vs.  applied  voltage  relationships 
have  been  characterized  for  both  argon  and  argon-active  nitrogen 
plasmas.  Suppression  of  signal  detection  for  laser — induced 
ionization  in  the  active  nitrogen  plasma  is  similar  to  that 
encountered  in  flames  in  the  presence  of  thermally-ionized  Group 
lA  elements. 


INTRODUCTION 

This  paper  reports  further  developments  in  a  previously 
reported  investigation  of  the  feasibility  of  laser-induced 
ionization  in  microwave-induced  plasmas  (MIPs)  (1).  In  the 
previous  study,  an  active  nitrogen  plasma  was  investigated  as  an 
atom  reservoir  for  laser — enhanced  ionization  (LEI)  and  direct 
laser  ionization  (DLI).  The  active  nitrogen  was  generated  at 
atmospheric  pressure  by  exciting  a  mixture  of  argon  and  nitrogen 
using  a  resonant  microwave  cavity.  The  plasma  atom  reservoir 
performed  adequately  to  allow  low  picogram  sensitivity  for  the 
test  element  indium  which  was  introduced  in  discrete  quantities 
using  a  microarc  atomizer  (2).  We  have  also  recently  reported  a 
detailed  study  of  the  background  spectra  obtained  by  lasei — 
induced  ionization  of  nitrogen  in  the  plasma  (3). 

A  goal  of  the  previous  investigation  was  to  elucidate  the  role 
of  the  active  nitrogen  in  the  excitation  and  ionization  process. 
One  approach  to  this  problem  was  to  vary  the  concentration  of 
active  nitrogen  in  the  plasma  plume  and  observe  the  effect  on  the 
laser — induced  ionization  signal.  It  was  anticipated  that  the 
efficacy  of  collisional  ionization  would  be  related  to  the  active 
nitrogen  concentration  and  that  some  optimum  would  be  observed  as 
nitrogen  was  added  to  the  argon  stream.  Tc  the  contrary,  it  was 
observed  that  the  LEI  signal  decreased  as  the  percent  nitrogen  in 
the  argon  stream  was  increased  and  more  active  nitrogen  was 
produced.  The  maximum  signals  were  observed  for  minimum  nitrogen 
flow  rates  into  the  plasma  and  low  applied  microwave  power,  both 
of  which  result  in  minimum  production  of  the  metastable  nitrogen 


species.  However,  ionization  signals  neaaured  in  a  pure  argon 
discharge  were  one  to  two  orders  of  nagnitude  smaller  than  those 
with  nitrogen  added.  Ue  originally  postulated  that  highly 
efficient  excitation  by  increasing  amounts  of  active  nitrogen  in 
the  plasma  may  have  resulted  in  partial  depletion  of  ground  state 
atoms,  hence,  the  drop  in  sensitivity  (1).  It  has  been  suggested 
that  electrical  suppression  of  ion  detection  by  the  highly- 
charged  active  nitrogen  plasma  may  be  responsible  for  the 
observed  behavior  <4).  The  purpose  of  the  present  study  was  to 
investigate  some  of  the  electrical  characteristics  of  the 
microwave-induced  plasma  and  evaluate  their  effect  on  ion 
detection. 


EXPERIMENTAL  SECTION 

The  instrumentation  used  in  the  present  study  is  similar  to 
that  used  in  Ref.  1  with  two  exceptions.  A  10  Hz  Nd;YAS  laser- 
pumped  dye  laser  (Quantel,  Santa  Clara.  CA )  was  used  in  the 
present  study  in  place  of  the  30  Hz  f lashlamp-pumped  dye  laser. 
Also,  a  graphite  furnace  atomizer  was  modified  to  allow  sample 
introduction  into  the  MIP.  Atomizer  platforms  made  in  the 
laboratory  were  inserted  into  the  furnace  tubes  to  delay  sample 
atomization  until  the  temperature  of  the  entire  tube  was 
stabilized.  Vaporized  samples  were  entrained  directly  in  the 
plasma  gas  flow  (nitrogen  and/or  argon).  Typical  sample 
introduction  reproducibility  was  I0X  R.S.D..  Signal  processing 
was  facilitated  by  computerized  data  acquisition.  The  plasma 
plume  was  illuminated  along  its  longitudinal  axis  with  detection 
electrodes  positioned  symmetrically  on  either  side  of  the  plasma 
plume  (1).  A  0.22  m  monochromator  (Spex,  Edison,  NJ )  and 
photomultiplier  were  used  for  fluorescence  detection  in  a 
diagnostic  experiment  (see  Results  and  Discussion). 


RESULTS  AND  DISCUSSION 

The  concentration  of  active  nitrogen  in  the  plasma  can  be 
adjusted  by  varying  the  flow  of  nitrogen  relative  to  the  argon 
flow  rate.  In  the  previous  study,  it  was  not  clear  whether 
varying  the  plasma  gas  composition  affected  the  plasma,  the 
mlcroarc  atomizer,  ion  collection,  or  all  three.  Since  the 
nicroarc  employs  a  combination  of  sputtering  and  thermal 
desorption  to  atomize  samples,  it  is  probable  that  its 
performance  is  sensitive  to  gas  composition.  The  graphite 
furnace  atomizer  used  in  the  present  study  appeared  to  be 
unaffected  by  variations  in  the  nitrogen/argon  ratio  and 
therefore  should  allow  clarification  of  the  effects  of  plasma  gas 
composition  on  ionization  signals  relative  to  microarc  sample 
introduction.  Figure  1  illustrates  the  effects  of  varying  the 
nitrogen  flow  rate  into  the  plasma  on  the  size  of  the  LEI  signals 
obtained  for  individual  furnace  atomizations  of  I  ng  samples  of 
manganese,  excited  at  279.5  nm.  Since  the  flow  of  nitrogen 
amounted  to  only  a  feu  percent  of  the  total  gas  flow,  sample 
transport  was  assumed  to  be  reasonably  constant.  The  applied 
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voltage  for  ion  detection  was  -1000  U.  Similarly  to  the 
previous  study,  the  LEI  signal  was  observed  to  decrease  with 
increasing  nitrogen  flow  rate  and  subsequent  increases  in  the 
concentration  of  active  nitrogen.  However,  the  most  significant 
difference  in  Figure  1  and  previous  results  ( 1 )  is  that  the 
ionization  signal  in  the  present  work  was  maximized  when  the 
nitrogen  flow  was  reduced  to  zero  resulting  in  a  pure  argon 
plasma.  This  suggests  that  in  the  previous  study  the  microarc 
atomizer  3:mpl>  may  have  wort ed  better  when  a  small  amount  of 
'^itrogen  was  p-eaent  than  in  a  pure  -argon  atmosphere.  The 
microarz  -zathzae  appeared  to  glow  more  brightly  in  the  presence 
zf  nitrcge'^  indicating  higher  temperatu.nes  which  should 
facilitate  ihermal  desorption  of  the  s-ampie.  Since  the  effect  of 
increasing  nitrogen,  flow  rates  on  ionization  signals  using 
■grachits  'urnace  atomization  was  otherwise  similar  to  that  for 
microarc  atomization,  atomization  processes  can  be  eliminated  as 
the  cause  of  the  obser ved  behavior. 

Quenching  of  “'.cited-state  analyte  atoms  by  ground  state 
nitrogen  molecules  also  presents  a  possible  explanation  for 
decreased  ionization  signals  at  high  nitrogen  flow  rates.  To 
evaluate  this  possibility,  laser-excited  atomic  fluorescence  was 
carried  out  using  lead  as  a  test  element  because  of  the 
availability  of  a  direct-line  excitation  scheme.  The  lead 
resonance  transition  at  283.3  nm  was  excited  and  fluorescence  was 
detected  orthogonally  at  405.8  nm.  Fluorescence  was  detected  for 
lead  samples  introduced  into  a  pure  argon  discharge  and 
discharges  with  increasing  nitrogen  flows.  Differences  in  the 
fluorescence  signal  of  approximately  10%  were  observed  throughout 
suggesting  that  quenching  effects  due  to  increased  nitrogen  flow 
rates  were  negligible. 

In  analy t ical ly-useful  flames  where  Group  lA  elements  are 
thermally  ionized  to  a  large  extent,  suppression  of  analyte 
signal  detection  is  a  well-characterized  problem  (5).  Signal 
suppression  is  due  to  the  accelerated  formation  of  a  space  charge 
in  the  region  between  the  anode  and  cathode  which  forces  the 
retraction  of  the  detecting  field  to  the  immediate  vicinity  of 
the  cathode.  Analyt ical ly-useful  flames  such  as  the  aii — 
acetylene  flame  are  usually  characterized  by  high  electrical 
resistance.  In  the  presence  of  easily-ionized  elements 
like  sodium  or  potassium,  the  resistance  of  the  flame  is  lowered 
substantially  resulting  in  an  increase  in  DC  current  through  the 
flame  when  a  voltage  is  applied  across  the  flame.  Figure  2 
illustrates  the  effect  of  increasing  the  applied  voltage  across 
an  ail — acetylene  flame  on  the  DC  current  measured  by  connecting  a 
digital  multimeter  in  the  electrode  circuit.  An  electrode 
configuration  similar  to  that  used  for  signal  detection  in  the 
active  nitrogen  plasma  was  used,  i.e.,  plate  electrodes  were 
positioned  symmetrically  about  the  slot  burnei — supported  flame. 
The  lower  trace  in  Figure  2  represents  the  behavior  for  an  aii 
acetylene  flame  into  which  pure  water  has  been  aspirated.  The 
data  for  the  upper  trace  was  obtained  by  aspirating  a  solution  of 
100  /jg/mL  sodium  into  the  flame.  The  slopes  are  inversely 
proportional  to  the  flame  resistance.  As  can  be  seen  in  Figure 


3 


2,  the  DC  current  increases  more  rapidly  with  applied  voltage 
when  sodium  is  present  in  the  flame  at  levels  sufficient  to 
produce  space  charge  and  subsequent  suppression  of  the  analyte 
ionization  signal  (5). 


-  _  ^ 
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Figure  3  shows  the  results  of  a  similar  experiment  performed 
in  the  microwave-induced  argon  and  argon/active  nitrogen 
plasmas.  The  applied  voltage  was  varied  and  the  resulting  DC 
curme--  ...35  mcnito'-sd.  The  DC  current  in  the  acti.e  nitrogen 
plasms  irc-eaaed  rapidly  with  applied  vcitage  compared  i:  that  m 
the  pu'-s  argon  discharge.  Electrical  arcing  across  the  pure 
s-gcn  ola.sma  limited  the  usable  applied  •/oitage.  '^ncing  in  the 
acti.e  '■.itrcgen  discha'-ge  did  not  occur  until  much  higher  applied 
.'Cltagai.  Figures  Z  and  3  are  similar  in  form.  ftithough  the  DC 
cu^rerts  measured  for  the  active  nitrogen  plasma  are  much  lower 
than  trose  observed  for  the  sodium-seeded  flame,  the/  are  greater 
than  tccjs  measured  for  the  pure  argon  discharge.  This  indicates 
that  the  -esistance  of  the  active  nitrogen  plasma  is  much  lower 

making  the  formation  of  space  charge  in  the  active  nitrogen  more  ^ 

likely. 


It  13  difficult  to  make  a  direct  comparison  between  the  active 
nitrogen  plasma  and  the  pure  argon  discharge  for  several  reasons. 
The  active  nitrogen  plasma  includes  long-lived  metastable  species 
which  permit  the  plasma  plume  to  propagate  several  centimeters 
downstream  from  the  original  point  of  discharge  In  the  Beenakker 
cavity.  The  argon  plasma  dwells  primarily  inside  the  cavity 
although  argon  plasma  species  exist  in  the  cavity  outflow. 
(Otherwise  the  argon  plasma  would  be  useless  in  the  present 
application.)  Therefore,  the  active  nitrogen  plasma  is  more 
dense  than  the  argon  plasma  at  the  point  of  signal  detection 
(i.e.,  the  region  between  the  electrodes).  This  may  account  for 
the  higher  DC  current  observed  in  the  active  nitrogen  plasma. 

Since  the  active  nitrogen  plasma  appears  to  be  space-charge 
limited  with  respect  to  detection  of  laser-induced  ionization 
and  larger  ionization  signals  are  detected  in  the  pure  argon 
discharge,  it  is  worth  investigating  the  argon  plasma  as  an 
alternative  to  the  active  nitrogen  discharge.  Preliminary 
results  in  this  laboratory,  using  graphite  furnace  sample 
introduction  into  an  argon  MIP  for  LEI,  indicate  low  picogram 
sensitivity  for  a  few  elements. 


CONCLUSION 

Further  investigation  of  a  microwave-induced  atmospheric 
pressure  active  nitrogen  plasma  suggests  that  the  highly  ionized 
discharge  is  space-charge  limited  with  respect  to  detection 
of  lasei — induced  ionization.  Preliminary  indications  are  that  a 
pure  argon  discharge,  although  lacking  the  robust  excitation 
properties  of  the  active  nitrogen  plasma,  is  less  subject  to 
space  charge  and  may  be  more  useful  as  an  atom  reservoir  for 
lasei — induced  ionization  spectrometry. 
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FI6URE  CAPTIONS 


Fag.  1.  Effect  of  varying  the  nitrogen  flow  rate  on  the  peak  LEI 
signal  for  I  ng  samples  of  Mn.  (The  signal  traces  have 
been  offset  for  clarity) 

Fig.  Z.  DC  current  vs.  applied  voltage  for  air-acetylene  flame, 
'..'ith  aspiration  of  deioniced  water  and  100  fiq/mL  Na 
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